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ABSTRACT

LOW PRESSURE GAS FLOW ANALYSIS THROUGH AN
EFFUSIVE INLET USING MASS SPECTROMETRY

David Robert Brown
01d Dominion University, 1988
Director: Dr. Kenneth G. Brown
A mass spectrometric method for analyzing flow ;ast

and through an effusive inlet designed for use on the
tethered satellite and other entering vehicles is
discussed. Source stream concentrations of species in a
gaseous mixture are determined using a calibration of
measured mass spectral intensities versus source stream
pressure for standard gas mixtures and pure gases.
Concentrations are shown to be accu;ate within experi-
mental error. Theoretical explanations for observed mass
discrimination effects as they relate to the various flow

situations in the effusive inlet and the experimental

apparatus are discussed.



TABLE OF CONTENTS

LIST OF TABLES
LIST OF FIGURES
LIST OF MATHEMATICAL SYMBOLS
Chapter
I. INTRODUCTION

PROJECT HISTORY
STATEMENT OF PROBLEM

IT. THEORY
III. EXPERIMENTAL

APPARATUS
METHODOLOGY

IV. C-50 COMPUTER PROGRAM

MENU e e e e
SCAN PARAMETER SETUP
DATA OBSERVATION
GRAPHING SUBROUTINE .
PERTINENT CALCULATIONS
DATA STORAGE . . .

ION GAUGE ZEROING
EXITING .o

V. RESULTS AND CALCULATIONS
MASS DISCRIMINATION EFFECTS
CONCENTRATION CALCULATIONS
ERROR ANALYSIS .
VI. DISCUSSION
VII. CONCLUSION
LIST OF REFERENCES
APPENDICES
A. C-50 COMPUTER PROGRAM
B. DATA SUMMARY TABLES

iii

Page

iv

viii

~ =

17

17
21

24

24
26
31
34
36
39
39
40

42
42
52
72
78
85
87
89

89
99



TABLE

II.

III.

Bl.

B2.

B3.

B4.

BS.

LIST OF TABLES

Calculated X; for sample gas containing
9.71% Ne and 9.77% Kr in Ny using stan-
dard containing 5.08% Ne and 14.9% Kr
in Ny for given inlets e e e

Summary of calculated Xjy for sample gas
containing 9.71% Ne and 9.77% Kr in Nj
using various standards for the
0.050-mm mask inlet

Summary of calculated Xjiy for sample gas
containing 9.71% Ne and 9.77% Kr in Nj
using various standards for the
0.050-mm masked MCP-CB inlet

Summary of calculated Xj; for sample gas
containing 5.08% Ne and 14.9% Kr in Nj
using various standards for the
0.050-mm mask inlet

Summary of calculated X; for sample gas
containing 5.08% Ne and 14.9% Kr in Ny
using various standards for the
0.050-mm masked MCP-CB inlet

Summary of calculated Xj for sample gas
7.55% COg-air using itself and 3.033%

COg-air and 15.44% COp-air as standards
for the 0.035-mm mask inlet e

Summary of calculated Xj; for sample gas
15.44% COg-air using itself and 3.033%
COz-air and 7.55% COj-air as standards
for the 0.035-mm mask inlet ..

Summary of calculated Xj for sample gas
3.033% COg-air using itself and 7.55%

COp-air and 15.44% COz-air as standards
for the 0.035-mm mask inlet e

iv

Page

57

59

60

100

101

102

103

104



FIGURE

1.

10.

LIST OF FIGURES

Page

Drawing of a boundary layer associated with
an aircrafc in flight. e e v e e e e e e 2

Drawing of (a) a face view and (b) a cross-

section of a microchannel plate, MCP, showing

the capillary density and capillary

dimensions. . . e e e e e e 6

Plot of Wp and Wp and the sum, W, obtained
by Lund and Berman; the axes are defined in
reference 12 e e e e e e e e e e e e e e 14

Flow-by configuration of the Extrel Model

C-50 MS showing the location of the sample

inlet and the pressure measurements

relative to the direction of flow. v e e 18

Straight-through configuration of the Extrel

Model C-50 MS showing the location of the

sample inlet and pressure measurements

relative to the direction of f¥ow. e e 19

UTI Precision Mass Analyzer showing the

location of the sample inlet and pressure
measurements relative to the direction of

flow; note that the sample gas passes

directly into the MS ion source. e e e 21

Representation of CRT listing of the main
menu in the computer program which takes
data from the Extrel Model C-50 MS. e e 25

Representation of a typical CRT listing of
data which can be seen using command 5 in
the main menu. e e e e e e e e e e e e 33

A typical hard copy of sensitivities
calculated for 29Ne from the data shown

in Figure 6. e e e e e e e e e e e e e 38

Intensity ratios, Igy/INe, for the
straight-through configuration with the mask
inlets of the given dimensions. e e e e 45



LIST OF FIGURES (cont.)

FIGURE

11.

12,

13.

14,

15.

le6.

17.

18.

19.

20.

Intensity ratios, Igy/INe, for the
straight-through configuration with the
masked MCP-025 inlet with varylng mask
dimensions. e e e e e

Intensity ratios, Igy/INe, for the
straight-through configuration with the
masked MCP-CB inlet with varying mask
dimensions. e e e e e .o

Intensity ratios, Igy/INe, for the flow-by
configuration with the mask inlets of the
given dimensions.

Intensity ratios, Igy/INe, for the flow-by
configuration with the masked MCP-025 inlet
with varying mask dimensions. e

Intensity ratios, Igxyr/INe, for the flow-by
configuration with the masked MCP-CB inlet
with varying mask dimensions. ..

An example of a fitted calibration curve
for 20Ne INe Versus Pj.

XNe from the sample gas containing 5.08% Ne
and 9.77% Kr in N9 calculated from data on
various standards for the 0.050-mm inlet on
the straight-through setup. e e e e e e e

Xgy from the sample gas containing 9.71% Ne
and 9.77% Kr in N calculated from data on

various standards for the 0.050-mm inlet on
the straight-through setup.

XNe from the sample gas containing 9.71% Ne
and 9.77% Kr in N9 calculated from data on
various standards for the 0.050-mm masked
MCP-CB on the straight-through setup.

Xgkr from the sample gas containing 9.71% Ne
and 9.77% Kr in Nj calculated from data on
various standards for the 0.050-mm masked

MCP-CB inlet on the straight-through setup.

vi

Page

46

47

48

49

50

54

62

63

66

67



LIST OF FIGURES (cont.)

FIGURE

21.

22,

23.

24

25.

26.

27.

XNe from the sample gas containing 5.08% Ne
and 14.9% Kr in N7 calculated from data on

various standards for the 0.050-mm inlet on
straight-through setup.

Xgr from the sample gas containing 5.08% Ne
and 14.9% Kr in Ng calculated from data on

various standards for the 0.050-mm inlet on
the straight-through setup.

XNe from the sample gas containing 5.08% Ne
and 14.9% Kr in Nj calculated from data on
various standards for the 0.050-mm masked

MCP-CB inlet on the straight-through setup.

Xgy from the sample gas containing 5.08% Ne
and 14.9% Kr in N9 calculated from data on
various standards for the 0.050-mm masked

MCP-CB inlet on the straight-through setup.

Xco2 from the sample gas containing 7.55%
CO2 in air calculated from data on various
standards for the 0.035-mm inlet on the UTI
setup.

Xco2 from the sample gas containing 15.44%
CO02 in air calculated from data on various
standards for the 0.035-mm inlet on the UTI
setup. .

Xco2 from the sample gas containing 3.033%
CO2 in air calculated from data on various
standards for the 0.035-mm inlet on the UTI
setup.

vii

the

Page

68

69

70

71

73

74

75



LIST OF MATHEMATICAL SYMBOLS

mean free path

capillary radius

capillary length

capillary length/radius

source stream or upstream pressure
downstream pressure

mass spectrometer pressure

total pressure

mass spectrometric intensity of species i
sensitivity of species {i

flow due to gaseous self-diffusion

flow due to surface diffusion

total flow

dimensionless flow due to diffusion
dimensionless flow due to drift

specific or dimensionless flow
microchannel plate

mean speed of a molecular or atomic species
number of molecular or atomic species
mass of species 1

separation factor for diffusive flow
separation efficiency due to diffusion
separation efficiency due to surface diffusion
product of vibrational force constants of i
energy of adsorption of species 1
activation energy for a random walk

mole fraction of species i

calibration constant for species {

ratio of calibration constants
concentration of species i

enrichment ratio

fitting constants

product of adsorptive partition functions

viii



INTRODUCTION

Project History

The purpose of this thesis is to present a mass
spectrometric method for determining the gaseous composi-
tion of a vehicle boundary layer. Tbe particular
vehicles for which this model method'is being developed
are the tethered satellite and other re-entry vehicles
which fly about 90 km above the earth's surface and
higher.

The boundary layer is the gaseous region around a
vehicle with flow rates less than that of the bulk region
(see Figure 1). Knowing the properties of the boundary
layer is essential for vehicle design and theoretical
modeling of the associated flight parameters such as re-
entry angles and heat loads. To date, these models use
physical properties alone (i.e. temperature and pressure
measurements at the vehicle’s surface) and, as such,
neglect how the gaseous composition of the boundary layer
affects the modeling. It has been suggested that
existing theoretical models could be improved by
including viscous and real-gas effects, effects requiring
that the boundary layer composition be determined (1l).

Due to restrictions imposed by the vehicle and {its




Figure 1. Drawing of a boundary layer associated with an
aircraft in flighe.
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environment, the upper atmosphere, the inlet for the mass
spectrometer (MS) must meet requirements which do not
exist for traditional MS sample inlets. It will
beinstructive to discuss these requirements and how they
relate to (1) the choice of sample inlet and (2) the
accurate determination of the boundary layer composition.

The first requirement of the MS inlet is that it
sample the boundary layer in a nonintrusive manner. The
tethered satellite is a research vehicle carrying several
instruments for analysis of the upper atmosphere.
Nonintrusive sampling insures that (f) the sample 1is
representative of the boundary layer alone and not the
surrounding bulk region, (2) the measurements made
downfield of the MS inlet are not affected, and (3) the
flight performance of the tethered satellite or other
vehicle is not affected. A nonintrusive inlet does not
perturb the flow field around the vehicle. Perturbation
will result from either flow sinks or large pressure
drops in the flow field. Flow sinks can be prevented by
mounting the MS inlet flush with the surface, and
pressure drops can be prevented by sampling in an
effusive (non-pumping) manner. The envisioned on-board
MS system has been discussed previously and as presently
envisioned, the sample inlet will be mounted flush with
the surface of the tethered satellite in a location

normal to the flow of the boundary layer (2).



Effusive flow of a gaseous species through an inlet
results from the species’ random collisions with the
inlet resulting in passage through the inlet’s orifice.
Molecular speeds, therefore, dictate the rates of
effusive flow for a given species. Effusive flow occur;
only under certain conditions defined by the dimensions
of the orifice relative to the flow regime of the gas
(molecular, slip, or transition). The flow regime is
determined by the pressure of the gd#. The pressure
range examined experimentally is 2 torr or less and
should encompass the range of pressures likely to be
encountered in the upper.atmosphere. Over this range,
effusive flow can occur only through small diameter
openings approximately 0.010 mm or less. Where a pinhole
or capillary inlet of this size could provide effusive
flow over the given pressure range, it is unlikely that
at the lower pressures enough sample would be admitted
into the MS to be detected. 1Increasing the number of
small diameter openings, however, would allow more sample
to enter the MS while retaining the characteristic
effusive flow of a single capillary. This was confirmed
experimentally by Knudsen (3).

For the purpose of this study a Galileo Electro-
optics Corp. microchannel plate (MCP) was used as‘the

sample inlet. An MCP is an array of short, small

diameter capillaries in a thin glass plate, commonly



found in signal amplification devices (see Figure 2).
The manufacturing of an MCP involves heating and
stretching bundles of glass tubes until their openings
are of capillary dimension. The bundles fuse into a -
single mass during this process. Slicing the mass
perpendicular to the axes of the capillaries gives thin
plates which are the MCP’s. The MCP used in this study
had 10 micron-diameter capillaries or 10 micron centers,
with a number density of about 105/cm2 of surface area.
Preliminary results indicate that this number of
capillaries does not create a high enough pressure drop
across the high- and low-pressure sides of the inlet to
maiﬁtain the required operational pressure of < 10°3 torr
in the MS ion source. 1In order to increase the pressure
drop created by the MCP, the majority of the capillary
openings were masked with a stainless steel pinhole
sealed to the MCP surface with a thin layer of teflon.
The resulting MCP-mask combination leaves only a small
array of capillary openings exposed to the sample gas,
the actual number being dictated by the diameter of the
pinhole.

Another restriction on sampling the boundary layer
results from the gas property profile of the boundary
layer. Because the gas properties vary dramatically
within the boundary layer at small distances from the

surface of the vehicle, it is necessary to sample at the



Figure 2. Drawing of a microchannel plate, MCP,
the capillary density and capillary dimensions.

showing
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surface of the vehicle (1). In the past, sampling
techniques employed inlets which were either intrusive or
sampled in a location not characteristic of the
composition at the surface the vehicle. Such inlets
included pitot probes, flush orifices, stripper ptobes-
(4), and aerodynamic jet probes (5). Calculations
performed by Brown considering the location and the free
area of the MCP, on the other hand, predict that sampling
with an MCP will occur maximally to 106 cm into a 2-cm
boundary layer for the given flight regimes (6).
Therefore, theory suggests sampling wi}l remain at the
surface of the vehicle with negligiblé mixing, as
desired.

In summary, the MCP-mask combination proves an
outstanding candidate for an inlet to the on-board MS
system based on its potential ability to provid;
effusive, nonintrusive sampling of gaseous species at the
surface of a vehicle within the boundary layer.

Statement of Problem

It is commonly known that gas may be quantitatively
altered in composition by flowing through a capillary
effusively. Mass discrimination effects arising from
flow differences between gaseous species as they relate
to the MCP must be accounted for if accurate compositions

are to be obtained. As predicted by kinetic theory, the

degree to which mass discrimination occurs upon flowing



through a capillary is a function of (1) the relative
masses of the species in the gas; (2) the relative force
of attraction between the species and the material of
which the capillary is made; (3) the dimensions of the
capillaries; and (4) the flow regime of the gas passin;
through the capillary. Calibration of the MCP and the
associated apparatus with some degree of understanding of
how the flow effects might alter the composition of a
sampled gas is necessary to account for alterations in
sample gas composition. With alterations taken into
account, the concentration of the species as they are in
the boundary layer can be determined.‘ We are interested
in knowing if such a calibration is possible and whether

or not the discrimination effects of the MCP are similar

to that observed with a pinhole.
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THEORY
To better understand what behavior a gaseous mixture

might be expected to demonstrate upon passing through the

proposed sample inlet, it will be instructive to survey

some theory of capillary flow. The boundaries of each

flow regime as a function of mean free path to radius

ratio, A/r, are defined in the table below.

FLOW REGIME Ax
Viscous ‘ AT < 10-1

Slip or Transition 10°1 < A/r < 10

Molecular 10 < A/x

These definitions are approximate mainly because little

is known about the slip flow regime making it difficult

to assign definite limits between regimes. In the mole-

cular flow regime pressures are low enough for A >> r.

Here collisions occur only between the individual

molecules and the capillary wall; there are no molecule-

molecule collisions. As the pressure increases, the flow

regime changes from molecular to slip (A = r). Here

molecule-molecule and molecule-wall collisions are on the

same order of magnitude. At the highest pressures

(A << r), molecule-molecule collisions far outnumber the
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molecule-wall collisions.

Knudsen developed the first kinetic theory
expressions for capillary flow in the molecular flow
regime (3). He proposed that the driving force for flow
is gaseous self-diffusion under and dependent on a _
pressure gradient established by the pressures at either
end of the capillary. The expression for the mean flow
due to diffusion, Gp, obtained by Knudsen in the ideal

limit of molecular flow is

Gp = -(2vr/3)(dn/dx) (1)
where the capillary axis is coaxial with the x axis, v is
the mean speed of a molecule, and n is the number of
molecules. The first parenthenthetical term is the
diffusion coefficient D. This equation was confirmed by
data obtained for bundles of capillaries (3,7,8).

Knudsen plotted Gp as a function of A/r and obsefved a
flow minimum occurring in the slip flow regime. His
equation only approximately predicted the location of the
minimum.

In attempting to theoretically explain the flow
minimum observed by Knudsen and to derive an expression
for Gp over all flow regimes, Pollard and Present (9) and
later Scott and Dullien (10) proposed that D is a

function of pressure and obtained flow equations based on
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this function, D(P). Their equation correctly predicted
a flow minimum, but failed to give the correct A/r at
which the flow minimum occurred. The reason for their
incorrect prediction is that flow is a function of more
that just diffusion. -
Because molecules diffuse independently of one
another in the molecular flow regime, making a ratio of
flows from equation 1 for the species in a binary mixture
shows that the maximum or ideal separation factor, fp,

for diffusive flow is
fp = G1/Gj = vi/vj = (mj/mj)1/2 (2)

where mj and vy are the mass and mean speed of species 1i.
Using the equations developed by Pollard and Present,
Pollard and DeBethune (1l1l) later determined the separa-
tion efficiency, Zp, of capillary flow as a function of
pressure for a binary mixture from which fp could be
calculated. Pollard and DeBethune’'s treatment reduced to
the same simple expression as that obtained by Knudsen
for the ideal limit of molecular flow and showed
additionally that fp decreased as the pressure increased
through the molecular and slip flow regimes, diminishing
to zero before reaching the viscous flow regime. The

decrease in fp indicates that a binary mixture will show

an enrichment in the lighter species with an upper bound




given by equation 2 in the limit of molecular flow. The
reason for the lack of mass enrichment at higher pressure
flows (in the viscous flow regime) is mixing resulting-
from the numerous collisions between unlike molecules.
Note that results based on gaseous self-diffusion always
show enrichment in the lighter species.

The first accurate expression for flow through a
capillary of arbitrary length/radiu;, L, and over all
flow regimes was obtained by Lund and Berman (12) using a
semi-empirical approach. Their expression correctly
explained the flow differences between species of a
binary mixture by dividing the flow into diffusive and
drift components, rather than by making D a function of
pressure as others had done. The expression for. the

total flow G obtained by Lund and Berman is
G = [(1/4)nx2v(P1 - Pp)]W (3)

where P; - P, is the pressure drop across the capillary

and W is the total dimensionless flow, expressed by the

relation
W = Wp + Wp (4)

where the subscripts D and P refer to the diffusive and

the drift components of W, respectively. The quanticy W

12
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depends on L and the intermolecular forces between
molecules and must be determined, in part, from
experimental data. The results show that Wp decreases
logarithmically as the pressure increases from zero, and
that Wp is zero at zero pressure and increases as the_
pressure increases. As a result, Wp controls W at lower
pressures, and Wp controls at higher pressures (see
Figure 3).

It has already been shown that diffusive flow
contributes to mass discrimination.at lower pressures
(i.e. the molecular and slip flow regimes). It can be
shown from Lund and Berman'’s results ,that the drifc
component of flow, on the other hand, is negligible in
contributing to mass discrimination at lower pressures.
From their results, it is evident that drift flow
controls at higher pressures (slip and viscous flow
regimes) whereas diffusive flow controls at lower pres-
sures (molecular and slip flow regimes). As mentioned
previously, in the slip flow regime molecule-molecule
collisions are on the same order as molecule-wall
collisions. We must then consider a gaseous mixture to
possess an average A as the pressure increases through
the slip flow regime. Therefore, as drift flow becomes
controlling, differences between species in a mixture
considered in W become negligible and therefore unable to

contribute to mass discrimination. This follows the



Figure 3. Plot of Wp and Wp and the sum, W, obtained by

Lund and Berman;

the axes are defined in reference 12.
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experimental observations for fiow of binary mixtures
through capillaries, where the degree of separation of
species of different mass decreases to zero at the high
A/r-limit of the slip flow regime.

As mentioned earlier, surface diffusion of species
capable of adsorbing to the inlet might contribute to
mass enrichment. Ishida et. al. (13) divided G into
diffusive and surface diffusive components, the former
having been obtained by Pollard and DeBethune. They
found that the separation efficieﬁcy due to surface
diffusion, Zg, was given approximately by

Zg = (T{/Ty)(mj/mj)1/2 (5)

where ri/rj is a product of the partition functions

associated with surface adsorption, given by .
Ti/Tj = exp((€1-Ef)/kT]/exp[(€5-E5)/KT] J(Fj/Fi) (6)

where € is the energy of adsorption, E is the energy of
activation necessary to make a random walk to the next
adsorption sight, and F is the product of the vibrational
force constants parallel and normal to the surface. For
monatomic species, j7?37?27 = 1 as monatomic species do
not vibrate thus reducing equation 6 to the exponential

factors. Equations 5 and 6 suggest that mass enrichment



le6

will favor the species with the higher value for Ij/J/my.
Flow due to surface adsorption therefore makes it
possible for the species in a binary mixture with the
higher mass to be enriched, contrary to most theory.

Ishida compared separation efficiencies obtained~by
them with those obtained by Pollard and DeBethune for
isotopes of uranium hexafluoride. The data showed that
Ishida’s equations for the separation efficiency were in
better agreement with the experimeptally obtained data
than were Pollard and DeBethune’'s equations. Where
Ishida’'s expression for Zg is quite similar that for pure
molecular flow obtained by Knudsen, it still shows that
mass enrichment depends on surface diffusion.

From the above discussior we can conclude that the
sample inlet may introduce mass discrimination effects as
dictated by A/r. Gp and Gg contribute to the" total
flow, G, but drift flow does not contribute. It should
be noted that the afore-discussed theory assumes a
steady-state system. A steady-state condition cannot be
assumed on the tethered satellite, and it is unlikely
that flow effects at the sample inlet surface created by
flight can be neglected. To the best of the authors
knowledge, however, there is no literature on the mass

discrimination effects created by flow conditions before

passage through an inlet.
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EXPERIMENTAL

Apparatus -

The experimental setups used to simulate the
boundary layer relative to the sample inlet are shown in
Figures 4 and 5. The source stream is created simply by
flowing a sample gas through a 1/4-inch stainless steel
tube perpendicular to the axis of ?he sample inlet. 1In
Figure 4 the sample inlet is in direct contact with the
flowing source stream or model boundary layer. 1In Figure
5 the sample inlet is recessed from the source stream by
approximately 4 in. of 1/4-in. stainless steel tubing.
The sample gas passes from the sample inlets to an Extrel
Model C-50 quadrupole MS via 7 in. of 1/4-in. stainless
steel tubing. At the MS the sample gas passes to the ion
source via a 6-in. quartz tube.

The pressure of the gas is measured upstream (Pjp)
and downstream (Pp) of the inlet using separate Barocel
absolute pressure gauges. Within the mass spectrometer,
downstream of the ion source the MS pressure, Pyg, is
measured using an fon gauge. The source stream flow (G)
is measured upstream of the inlet using a mass flowmeter.
The intensities (Ij) of the m/e at which the gaseous

species are located are measured using the MS. The MS



-~

Figure 4. Flow-by configuration of the Extrel Model C-50
MS showing the location of the sample inlet and the
pressure measurements relative to the direction of flow.
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Figure 5. Straight-through configurati%n of the Extrel
Model C-50 MS showing the location of the sample inlet
and pressure measurements relative to the direction of

flow.
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and the pressure gauges are interfaced to an IBM Series
9000 microcomputer for data collection, storage, and

computation. The application program will be discussed

later.

-

Figure 6 shows an alternative configuration used in
later and ongoing research which is similar to those
found in Figures 4 and 5. The sample inlet is in direct
contact with the perpendicularly flowing source stream as
in Figure 4. The sample inlet iCSélf, however, is in
direct contact with the MS ion source, so a sampled gas
passes from the sample inlet directly.into the fon source
with no interfering tubing. In this.setup the MS is a
UTI Precision Mass Analyzer used primarily for industrial
applications and is completely computer controlled. In
this configuration Py is Pyg, and this pressure is
determined by the MS detector, an intermnal ion ;ouncer_
Because the total number of ions at a given m/e is
counted, Ij for each species i is a partial pressure.

The MCP's which we coded as MCP-025 and MCP-CB were
donated by Galileo Electronics Corp. Two types of glass
plate were characterized: (1) MCP-025, a one-inch
diameter, polished, transparent plate, 0.40 mm thick with
an average channel diameter of 0.010 mm and a channel
density of approximately 7500 mm-2 and (2) MCP-CB, a

one-inch diameter plate coated with a conducting material

having an opaque, mirror-like surface, 0.40 mm thick with



Figure 6. UTI Precision Mass Analyzer showing the
location of the sample inlet and pressure measurements
relative to the direction of flow. Note that the sample

gas passes directly into the MS ion source.
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channel openings averaging 0.00}6 mm in diameter
(probably approaching 0.009 mm in diameter at the center
of the channel’s length) and having a channel density of
approximately 8000 mm 2. The dimensions of the capil-
laries were determined using micrographs of the MCP's.
The masks themselves were 0.025-0.050 mm thick with
pinhole diameters ranging in size from 0.010-0.10 mm and
were obtained from Optimation Corp.

Hethodology‘

With the sample inlet in the'ﬁolder, a typical
experimental run proceeded by setting P; of the source
stream gas (either a pure or a mixture gas) using an
adjustable micrometer valve and measuring the resulting
Py, Pps, G, and Ijy. The measurements were recorded for a
series of increasing P] for each gas. A series of pure
and mixture gases were tested on several MCP-mask
combinations to compare potential mass discrimination
effects. Early in the research, this series included
pure Ne, pure Kr, and a mixture of 9.71% Ne and 9.77% Kr
in Ny obtained from Scott Specialty Gases. For the sake
of calculating concentrations, later experimental test
gases included the following gases obtained from Air
Products Specialty Gases: (1) 9.93% Ne in Ng (2) 9.85% Kr
in No (3) 52.5% Ne in Kr and (4) 5.08% Ne and 14.9% Kr
in Np. Ne and Kr were chosen over other gases because of

their large mass difference to enhance observed mass



discrimination effects. These gases were tested for the
experimental setups shown in Figures 4 and 5. For the

setup in Figure 6, the gases tested (also obtained from
Scott) were (1) 3.033% COp in air, (2) 7.55% COp in air,
and (3) 15.44% CO, in air. The composition of all gases

was verified using GC. The Ne-Kr-N7 series mentioned

above is presently being tested on the UTI setup, but the

data will not be included here.
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C-50 COMPUTER PROGRAM

As mentioned earlier, the C-50 MS and the pressure
gauges were interfaced to an IBM System 9000 for
collection, computation, and storage of data. The
program can be found in Appendix A. This section
explains the structure of the cont;olling computer
program. Before beginning it shoﬁld be kept in mind that
where the program was made as general and amenable to
modification as possible to MS applications, it was
written for the specific purposes of this research. 1In
general, the program is divided into subroutines directed
by a main program or menu. The subroutines in the menu
are called "commands"” and will be referred to as such

throughout the rest of this section. The listing of the

menu (290-400)1' shown in Figure 7, allows scan parameter
setup, data observation, data plotting, pertinent
calculations, data storage, and ion gauge zeroing.
Menu
The program begins by requesting that the user enter
the file in which the data will be stored. If this file

already has data in it, then the computer reads the old

l In the rest of this section the numbers in
parenthesis refer to the actual line numbers of the
program to be found in Appendix A.
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Figure 7. Actual CRT listing of the main menu in the
computer program which takes data from the Extrel Model

C-50 MsS.



(1)
(2)
(3)
(4)
(S)
(6)
(7)
(8)
(9)

(10) Hard copy of results

Scan spectrum with new parameters
Scan spectrum with same parameters
Change mass range

Display data

List table of current results

Choose major peaks again

Plot results at CRT

File results

Sensitivity calculations and hard copies

.

(11) Set zero-point for ion gauge
(12) Exit
Choose a command by pressing the number

25



data into the arrays defined for the data and counts the
total number of data points. This feature allows old
data files to be called up for reviewing. After opening
and/or reading a file into the appropriate arrays (150-
250), the program displays the menu. Commands 1-3 allow
setup of all or some of the scan parameters. Commands &4-
7 allow observation of the data in various ways: all
intensities over the mass-to-charge (m/e or amu) range of
the spectrum, detectable peak intensities of a given amu,

or plots of intensities (or sensitivities) versus various

pressure measurements. Commands 8-10 allow calculation,
printing, and storage of data. Command 1l allows zeroing
of the ion gauge when necessary. And command 12 exits

the program.

The menu works as follows. A command in the menu is
actuated by entering the number preceding the gommand.

The program does this using an ON GOTO statement. This

statement passes control from the menu to the location in
the program where the command is carried out. Upon
completion of the command, control is returned to the
menu via a GOTO statement at the end of each subroutine.
The program is then capable of executing other
selections. It should be noted that before returning to
the menu the operator has the option of exiting the
program (270).

Scan Parameter Setup
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Command 1 allows setup of all scan parameters
including documentation and executes the scan. ‘The docu-
mentation requested includes the date, the gas or gas
mixture being used, the m/e of the species in the gas,
and any conditions that may vary for a given setup (450-
510). More permanent documentation including the MCP-
mask combination used, the configuration used, and the MS
parameters are stored in the program permanently and can
only be changed by editing the program. These parameters
are printed on all hard copies of'ﬁhe results. After the
documentation is entered, the program requests the scan
parameters: scan rate (amu/s), sampl%ng rate (points/s),
the upper and lower masses (520-560), and the number of
times the spectrum is to be scanned. With the first
three, the equation in line 570 calculates the number of
points/amu and the resulting total number of points to be
taken over the amu range. The sampling rate divided by
the scan rate gives the points/amu; subsequent multipli-
cation by the amu range (upper mass minus lower mass)
gives the total number of points in the scan. The total
number of points establishes the iterations of the scan
loop and the size of the array in which the data will be
stored. For example, using a scan rate of 0.5 amu/s and
a sampling rate of 10 points/s means that a point would
be taken every 0.05 amu yielding 20 points/amu. Scanning

over a range of 10 amu gives a total of 200 points in the
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scan. After printing the calc;iated number of points,
the program initializes all array locations to zero (590-
610) and then begins the scan(s).

The scan loop (620-890) uses two external subrou-

tines provided by the IBM Series 9000, SYSFUNC and AIN,
written for controlling interfaced instruments and
collecting daté via an analog-to-digital (A/D) converter,
respectively. A scan proceeds as follows. First, the
A/D converter is opened as a file to read in data (the
intensities in approximate microvélts). Next, with the
subroutine’s parameters, provided by the array FPK%(n),
both external subroutines are called, and initialized.
The SYSFUNC subroutine resets the instrument to the lower
mass to begin a scan by sending then terﬁinating a +5-
volt signal to the MS (740-800). Once reset, the AIN
subroutine collects data (820-840) according tg the
parameters entered under command 1 of the menu. As the
data are collected, intensities of corresponding amu are
summed (860) for later averaging (930). Immediately
following the scan, Pyg is read by the computer taking 30
readings (again using AIN) which are then averaged and
placed in the appropriate array location for later
observation, calculation, and storage (950-1020).

After collecting the raw data, the program extracts

the detectable peaks and their intensities. Interfering

raw data which might be interpreted as real peaks, such



29

-

as voltage spikes or out-of-range peaks (any intensity
beyond the limits of the A/D converter, +/-1 V), are
removed (1080-1210). This interfering data is removed
using a simple loop which compares the read intensities
to the limits of the A/D converter. With the false peaks
removed, the program next identifies and prints the real
peaks on the CRT (1220-1600).

Peaks are located by a method similar to a first
derivative plot; or more simply where dIj/d(amu) = O,
there is a peak. But d(amu) is a Eonstanc determined
from the scan parameters that the user enters (generally
1l point/0.05 amu), so the derivatives need not be
calculated. Instead, the intensities are compared.

Where the differences in simultaneous intensities, dIj,
change from positive to negative, a peak exists. Using a
loop and a logical AND statement, dIj are calcylated and
compared (1270-1390). Upon meeting the requirements of
the logical AND, the peak amu and intensity are |
determined. A loop within the one above (1330-1350)
calculates the variance among the scans of a particular
amu for further calculation of the standard deviation
(1360).

Once the real peaks from a spectrum have been
located, they are listed numerically from low amu to high
on the CRT (1400-1440). Next, the operator has the

choice of saving one or more of the listed peaks or



scanning a user-entered amu range again (1450-1460).
Scanning again allows the intensity of a peak to be
measured a second time or the intensity of a different
peak at the same P] to be measured. On the other hand,
if the user decides to save a peak, the desired peak’is
chosen from the list by entering the number preceding it
(1480). The chosen peak is then saved in one of the
preassigned data arrays, PK1l(n)-PK5(n), by entering the
number of the array, 1-5, to which the peak’s amu value
has been assigned earlier in the program (1470). The
array location, n, is the present value of the point
counter R. When severai particular peaks in a spectrum
are of interest, each can be scanned, chosen, and placed
in its array one-at-a-time. This allows the intensities
of several peaks in the spectrum at a given P; to be
extracted individually without scanning an unwédnted
region of the spectrum between peaks separated by large
amu difference. Instead, an entire spectral scan would
be required, thus saving time, especially when a peak is
scanned multiple times and averaged for one intensity
determination.

With the peaks saved in the data arrays, the
subroutine AIN reads the upstream P; and downstream P)
pressures taking thirty measurements of each and averag-
ing them. Next the subroutine corrects the already read

Pys for the kind of gas or gas mixture being tested and
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for the scale range, 10°8.10-3 torr, on which the analog

.display is presently located (1790-1909). Finally, G is

requested and entered by the operator (1910), and then
control is returned to the menu (1920).

It should be noted that all of the above information
is for one point: one or more intensity measurements for
the desired amu(s) at_a given Pj. The array location of
the measurements (I, G, Py, etc.) associated with each
operator-set P; is established by the point counter, R,

(1630). Also, because commands 2 and 3 work in

conjunction with this scanning subroutine it should be

noted that command 2 in the menu allows scanning of the
spectrum without changing any scan parameters, and
command 3 allows just the upper and lower masses to be
changed without changing any other scan parameters.
These tasks are simply accomplished by passing-control
from the menu to the scan subroutine at a location after
the documentation and other scan parameters have been
entered.
Data Observation

Commands 4-7 are designed to observe data and to
decide whether or not the latest point or points are
following certain trends as the Pj is incremented during
the experimental run. This enables the operator to \
determine whether possible spurious instrument or

computer behavior has resulted in an invalid point. With



this information available after each point is taken, the
operator can locate and correct any reasonable malfunc-
tions and then repeat the point measurements without
having to repeat the entire experimental run.

Command 4 allows the raw data, the actual computer-
read intensities at each fractional amu, to be printed at
the CRT. This is accomplished with a simple loop (1930-
1980). Anomalous intensities (i.e. voltage spikes) or
solely background readings suggest a problem either with
the A/D converter or the MS.

Command 5 provides a CRT listing of the points from
existing data or from an old data file called up for
checking, calculation, or completion. (See Figure 8.)
Formatted output and loops (size controlled by the point
counter R) are used to accomplish this (1990-2190). Iwo
tables are provided. The first table provides ‘the latest
R points in lists according to increasing pressure and
includes the flow, pressures, and intensities for each
amu scanned. The second table includes lists of ratios
of intensities according to increasing P;. Any errors in
pressure or flow readings by the computer or operator
would become evident here and could be corrected. There
are two ways to correct pressure measurements: by
repeating the entire point or by choosing peaks from the
latest scan a second time (menu command 6). After

listing the tables, the program asks the user if the
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data which can be seen using command 5 in the main menu.

' Figure 8. Representation of a typical CRT listing of



DATE: 10/20/XX  SAMPLE: 9.71% Ne, 9.77% Kr in NZ

CONDITIONS: Straight-through Setup
FILE: 2:NKN2PS0.DAT

MICROCHANNEL PLATE CODE: NONE

MASK CODE S50u

EMMISION CURRENT: 1.80 mA
IONIZATION POTENTIAL: 70.0 eV
MULTIPLIER SENSITIVITY: -1.00 kV
NUMBER OF SCANS AVERAGED 10

FLOW Pl P2 PMS
SCCM um um 1000um
0.00 12.3 9.3 0.157
0.01 15.9 9.3 0.288
0.02 18.5 9.3 0.354
0.03 24.5 9.4 0.507
0.06 31.4 9.7 0.680
0.11 45.0 10.1 1.012
.16 61.0 10.6 1.419
0.29 91.5 11.4 2.131
0.51 136.4 13.0 3.133 1
0.83 188.3 14,1 4,264 |
1.36 258.4 15.9 5.810 2

1.86 314.9 17.5 7.023 2
2.79 402.2 19.7 g8.818 3
3.68 473.9 22.0 10.295 3

Pi/um [184/120 [84/114
12.33 + . ++4++ 0.9494
15.87 2.2482 0.8614
18.50 2.3990 0.9223
24.50 2.4984 0.9327
31.37 2.4174 0.9102
44.95 2.2251 0.8536
60.99 2.0693 0.8412
91.48 1.8758 0.7601
136.44 1.7397 0.7292
188.27 1.6506 0.6813
258.37 1.6138 0.6826
314.94 1.6332 0.6848
402.15 1.6182 0.6916
473.94 1.5669 0.6934

[ 14
mv

3.86

8.98

12.26
19.95
28.27
43.53
57.18
89.77
30.71
77.27
36.03
82.74
46.51
87.33

I 20
mv

0.00
3.44
4.71
7.45
10.64
16.70
23.24
36.38
54.79
73.17
99.83
118.55
148.10
171.41

120/114

0.
0.
0.
0.
0.
0.
0.
0.
.4191
.4128
.4229
.4193
.4274
. 4425

DOO0O0O0O0O0

0000
3832
3845
3733
3765
3836
4065
4052

142/184
1.5533
0.7950
0.5832
0.4383
0.3880
0.3535
0.3406
0.3267
0.3235
0.2982
0.3152
0.3135
0.3169
0.3277

I 84
mV

3.66
7.74
11.30
18.60
25.73
37.16
48.10
68.24
95.31
120.78
161.11
193.63
239.65
268.58
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latest point is to be deleted (2170). If Y for yes is
entered, the point counter R is held constant while the
next point measurements are made and written over or
placed in the array location of the spurious point.
Corrections by the latter method are accomplished by -~
choosing menu command 6 which passes control back to the
listing of the major peaks (l1400) allowing the same
peak(s) to be relisted and saved as chosen originally and
the pressure and flow measurements to be repeated, thus
correcting them without repeating the scan. Command 6
also allows the user to reselect peaks from the latest
scan 1if the wrong one was chosen from' the list without
repeating the scan. Again, control is returned to the
menu upon completion of the function.
Graphing Subroutine

The most valuable means of observing the data to
determine whether instrument or computer malfunction has
occurred is graphically. A spurious point becomes
evident when a trend established by a series of points is
violated. When instrument and computer malfunction can
be ruled out, such spurious points are easily corrected
by taking another point under the same conditions and
then comparing the two points graphically. Both points
can be kept or rejected using the feature in command 5 of

the menu discussed above which allows the latest point to

be deleted.
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Command 7 provides a plot of intensities, sensicti-
vities (intensity/pressure), or ratios of intensities as
a function of any of the three pressures, P;, P, or Pyg.
The operator need only enter the independent and depen-
dent variables. Values normally left to the operator to
enter are determined by the program from the chosen
variables thus reducing the time required to view the
graph.

The subroutine proceeds as foLIOWS. First, ON
(variable) GOTO statements are useﬁ to place the operator
chosen independent and dependent variables into the
arrays IV(n) and DV(n), respectively, used during the
rest of the subroutine (2200-2750). These generic arrays
generalize the graphics treatment of the data allowing
fewer program lines to plot more kinds of data. Next,
the program locates the maximum and minimum values of the
dependent variable using a basic sorting routine (2760-
2870). The maximum and minimum values of the independent
variable (a pressure) are simply the latest and the first
value in the chosen pressure array as the pressure is
incremented during the run. Using the maxima and minima,
the axes’ dimensions and tick mark increments (always
ten), are calculated (2880-2920), 4nd the screen is
cleared for plotting (2930).

With the axes’' dimensions and tick mark increments

calculated, the program employs the subroutines LINE,
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TEXT, and ELLIPSE within the graphics mode of the IBM
9000 (external to the main program) to draw axes.and plot
points. The graphics mode is invoked as a file would be
using an OPEN FILE statement (2940). In general, LINE
draws lines, TEXT writes alphanumeric characters, ang
ELLIPSE draws points each according to location, size,
and orientation parameters provided by the calling
program. Using the calculated values mentioned earlier,
loops are established which use LINE to draw the axes and
the tick marks and TEXT to write the associated numerical
values (2950-3160). Finally, a similar loop employing
LINE and ELLIPSE plots the data poiné by point (3170-
3220).

Some additional features of the graphing subroutine
are worth noting. The independent variable can be made
to generate a logarithmic axis accomplished wiéh a simple
loop converting the values to logarithmic ones (2710-
2750). Furthermore, the graphing subroutine can be
called upon at any time between points to determine when
point replications are necessary. This is a valuable
timesaver because entire experimental runs are not
necessary to confirm or reject spurious points.

Pertinent Calculations

Of immediate interest upon completion of an

experimental run is the calculation of sensitivities as a

function of pressure. The sensitivity of a given species
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i, 8§, is defined by the equation
Si = Ii/(Xy-PT) (7)

where Ij and Xj are the intensity and mole fraction of
species i, respectively, and Py is the total pressure
(P1, P, or Ppg). Note the value in parenthesis in
equation 7 is the partial pressure of species 1i.
Command 9 provides a hard copy of the sensitivities of an
amu of interest as a function of ;11 three pressures
(3350-3810). Figure 9 shows an example listing of the
sensitivities calculated from the raw data shown in
Figure 8. The amu for which S; is to be calculated is
chosen by entering the number of the array (1-5) to which
the amu was assigned in the parameter set-up (menu
command 1). The measured intensity is read into a
generic array (for ease of printout), then the sensitivi-
ties as a function of each pressure are calculated.
Control is then passed to the output loop which prints
the calculated values to the printer (3720). The table
provides an operator entered title and the intemnsities,
pressures, and sensitivities of the chosen amu in order
of increasing pressure.

Command 10 provides hard copies of the raw data and
intensity ratios exactly as seen at the CRT érovided by

command 5. The programming is exactly the same as in
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Figure 9. A typical hard copy of sensitivities
calculated for Ne-20 from the data shown in Figure 8.



Sensitivities for Ne-20

l Pl S(PI) P2 S(P2) PMS 10°-3 S(PMS)
mV um mV/um um mV/um um mvV/u
g0.00 12.3 0.000 9.3 0.00 0.157 0.0
3.44 15.9 2.233 9.3 3.81 0.288 123.1
4.71 18.5 2.622 9.3 5.23 0.354 137.1
7.45 24.5 3.130 9.4 8.14 - 0.507 151.3
10.64 31.4 3.494 9.7 11.28 ' 0.680 161.3
16.70 45.0 3.826 10.1 17.08 1.012 169.9
23.24 61.0 3.925 10.6 22.66 1.419 168.7
36.38 91.5 4.095 11.4 32.75 2.131 175.8
54.79 136.4 4.135 13.0 43,51 3.133 180.1
73.17 188.3 4.002 14,1 53.47 4,264 176.7
99.83 258.4 3.979 15.9 64.55 - 5.810 176.9
118.55 314.9 3.877 17.5 69.91 7.023 173.9

148.10 402.2 3.793 19.7 77.25 8.s18 173.0
171.41 473.9 3.725 22.0 80.13 10.295 171.5



command 5 except that data is written to a file opened as
the printer. 1In addition, a hard copy of the standard
deviations of each intensity for each amu of interest is
provided. These values were calculated in the scan
subroutine and were discussed earlier. Again loops fnd
formatted output are used to print this data. It should
be noted that since 10 scans were averaged for each
intensity measurement, the standard deviation provided is
actually the 99% confidence level.
Data Storagé

Command 8 writes data to a floppy or hard disc for
permanent storage. As a separate copmand in the menu,
points can be saved as they are taken or a few at a time
to prevent loss of data by a computer malfunction or by
an operator error resulting in expulsion from the
program. Data files are identified by the filf name
given to them in the parameter set-up (menu command 1).
A simple loop sized by the point counter executes this
task (3250-3320).

Ion Gauge Zeroing

Command 11 provides a method for determining the
Zzero pressure of the ion gauge in the MS. The control
box for the ion gauge provides an analog output of 0-2
volts DC to the A/D converter. Because the zero reading
on the scale at the control box is not exactly 0 volts,

it was thought that subtracting out the pressure differ-
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ence would be advantageous. The zeroing is accomplished
by using AIN (discussed earlier) to read the potential of
the ion gauge, once zeroed (4360). This value is
converted to a pressure (4400) and then subtracted from
the succeeding ion gauge measurements made during the
experimental run (1010). Preliminary results showed that
the zero potential was sufficiently close to zero to be
negligible and that the MS pressure measurements were
closer to the actual ion gauge regdings without zeroing.
Consequently, zeroing was discontinued.
Exiting

The program can be exited in one of two ways
(provided program execution has not been accidentally
terminated). After each function is carried out by the
specific command chosen from the menu, control is passed
to line 270 which allows the operator to continmue or exit
the program. Entering the letter E exits the program;
pressing the return key continues program execution by
rewriting the menu. Exiting can also be accomplished by
entering command 12 in the menu. Either of the methods
of exiting passes control in the program to line 4440
which asks the operator whether the data has been saved.
Entering Y for yes allows the user to exit the progranm,;
entering N for no passes control to command 8 in the menu
and the data is automatically stored. This reminder

helps prevent loss.of data.
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Unwanted, accidental exit;'from the progran
resulting in a loss of data have been prevented as much
as possible by using ON ERROR GOTO statements wherever
applicable in the program. Among the more common paths
for being "kicked" out of the program is through entering
values which are inapplicable or out-of-range of the
allowed values. For example, entering a 15 for a menu
function where only the values 1-12 are valid would
result in an ejection from the program. This problem is
circumvented in line 260 with thelgtatement ON ERROR GOTO
420. When any error occurs, control is passed to line
420 where recovery occurs. For the error discussed above
(58 in the computer’s code), control is passed back to
line 260, where the ON ERROR GOTO statement is reset for

other potential errors. In this way a minimum of time is

lost in repeating experimental runs due to lost data.
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RESULTS AND CALCULATIONS

Mass Discrimination Effects -

As mentioned in the Experimental section, we want to
account for mass discrimination effects created by the
inlet and/or the apparatus so that correct species
concentrations can be calculated. In order to observe
such effects, we consider the foliowing. The intensity

of a peak for any given amu is proportional to the

concentration of the species as it is present in the jon
source of the MS, or

Ij = kiji] (8)

where kj is a constant accounting for the isotopic
abundance and the ionization efficiency and of species 1
at a given ionization potential. For a mixture of gases,

the ratio of intensities would be

13/15 = K{1]/14] (9)

where K = ki/kj. With K known, the ratio of concentra-
tions of 1 and j in the mass spectrometer could be

calculated as a function of pressure and compared to the
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known concentration ratio of mixture in the source

stream. Any mass discrimination effects would become
evident from this data. Values for K are, however,
unknown.

To circumvent the need for calculation of K, we.
compare the intensity ratios of the mixture gas with
those obtained from pure gas data. This is simply a
calibration of the apparatus and instrument using the
pure gases. The ratio Ii/Ij for pure gases is obtained
by dividing Ij at a given upstreaﬁ pressure Pj by Ij at
the same Pj;. For the gas mixture, we would expect Ii/Ij
to equal [i])/[j] in the gas canister., Any difference
between the two suggests that mass enrichment has
occurred for one of the species in the mixture. Using
the intensity ratios for both the pure and mixture gases
and defining the enrichment ratio E' as the ratio of

these intensity ratios, we have
E' = (13/1)n/(11/15)p = ((11/03Da/C[1]1/131)p (10)

where the subscripts m and p refer to the mixture and
pure gas data, respectively. Assuming K depends only on
the species and pot on the presence of other components,
K cancels in the far right side of equation 10. .Because
pPure gases cannot demonstrate mass discrimination effects

as there is only one species present, only differences in
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flow behavior between species where the mass discrimina-
tion effects arise are observed. If E’'>1l, the mixture

has been enriched in species i upon flowing through the

apparatus at the given pressure. If E’<l then enrichment

in species j has occurred. And if E'=1 then no enrich-
ment has occurred.

Points in the experimental apparatus at which mass
discrimination may be occurring are (1) in the quartz
tube leading to the MS ion source, (2) at the inlet,
either MCP or pinhole masked MCP, or (3) in the source

stream. Figures 10-15 summarize these results for the

sample gas 9.71% Ne, 9.77% Kr in Ny. ¢ Figures 10-12 show

data for the straight-through configuration (Figure 35)
with masks only, masked MCP-025, and masked MCP-CB
inlets, respectively. Figures 13-15 show the
corresponding data for the flow-by configuration. Each
graph is a plot of Igx,./INe versus P for a given
experimental setup and inlet type. Within each graph,
the lines are labeled according to gas (Mix or Pure) and
diameter of the mask in micrometers. Mix refers to the
sample gas mentioned above.

A few trends are immediately evident in each of the
graphs. First, at corresponding pressures in each graph,
Ikr/INe is higher for the sample gas than for the pure

gases suggesting an enrichment in Kr, the heavier specie,

in the sample gas upon flowing through the sample inlet
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Figure 10. Intensity ratios, Igx,y/INe. for the straight-
through configuration with the mask inlets of the given

dimensions.



45

I

_ by wr "¢

0002 0001 00s 00€ 00¢ 001 0s oy 0e 0 01

I rirrv v 1 | .___.___ | ! |

I1N.

aind ‘wr¢gp— - aJnd 'wr oot e

I me——

XW' wigz— _ XW E:om X|W “wrl g g 2N
/ — ._v__

/ Hw

/l~

-2

NYHL-1S ‘STTOH-NId



Figure 11. Intensity ratios, Igy/INe, for the straight-
through configuration with the masked MCP-025 inlet with

varying mask dimensions.
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Figure 12. Intensity ratios, Igy/INe, for the straight-
through configuration with the masked MCP-CB inlet with

varying mask dimensions.
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Figure 13. Intensity ratios,

Ikr/INe

configuration with the mask inlets

dimensions.
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Figure 14. Intensity ratios, Ig,/INe, for the flow-by

configuration with the masked MCP-025 inlet with varying
mask dimensions.
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Figure 15. Intensity ratios, Igy/INe., for the
configuration with the masked MCP-CB inlet with
mask dimension.
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at any given pressure. Note this is contrary to the more
frequently observed results for effusive flow, that is
enrichment in the lighter species. Second, the
enrichment in Kr is higher at lower pressures and
gradually decreases as P} increases. This suggests ghat
E’' is approaching 1 because mixing occurs at higher
pressures preventing mass discrimination. Third,
comparing the flow-by data with the straight-through
data, we see that the intensity ratios are, in general,
higher in the former than in the latter, except for the
ratios determined for MCP-CB which are approximately the
same between the flow-by and straighé-chrough
configurations. And fourth, for both the pure gases and
the sample gas, the resultant intensity ratios for the
different mask inlets are in fairly good agreement with
one another. )

In addition, some expected trends which were not
observed are worth noting. As the mask diameter varies,
either as an inlet itself or as part of an MCP-mask
inlet, intensity ratios vary randomly. For the straight-
through configuration in Figure 10, for example, the data
for the sample gas shows a slight increase in ratio over
the pressure range as the mask inlet diameter decreases.
For the pure gas data, however, the highest ratios are

observed for the intermediate size mask (0.050 mm), and

the ratios for the smallest mask (0.025 mh) are inter-
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mediate; those for the 0.010 mm'mask remain the smallest.
Similar randomness is demonstrated by the data for other
conditions. Because it is easy for some of the exposed
capillaries to become clogged, however, it is difficult
to ignore the trends existing in results as the mask size
changes. Because the purpose of the masks as part of an
MCP-mask combination is to cover the majority of the
capillaries in the MCP, we might expect such randomness
since it is the capillaries themselves and not the masks
which should be responsible for cféating effusive flow
and the resulting mass discrimination effects.
Concentration Calculition

In order for the masked MCP to be useful as an inlet
on the tethered satellite, it is necessary to account for
the mass discrimination effects quantitatively. To the
best of the author’s knowledge, no literature Exists
which either qualitatively or quantitatively accounts for
the behavior exhibited by our particular system. As a
consequence, the concentrations of the species in a gas
mixture are determined using calibration curves. The
intensity of a species in a mixture or as a pure gas is
directly proportional to its partial pressure in the MS;
therefore, finding Ij as a funttion of pressure for a
standard gas serves as a calibration of the apparatus for
unknown mixtures. Because we want to known how the

intensity varies with the source pressure, P] is the
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pressure for which the apparatus is calibrated.

Preliminary results showed that Ij does not vary
linearly with any of the measured pressures but, rather,
shows a slight curvature. The reason for this nonlinear-
ity is not fully understood, but it is believed to be
caused by the transition from one flow regime to the
next. As the flow regime changes, the amount of a
species passing through the inlet may change giving some
nonlinearity. As a result, the calibration curve is
determined by fitting the intensigy-pressure data with a
second degree polynomial which provides a good fit
showing, on the average, 3% deviation from the actual

experimental points (see Figure 16). The resulting

calibration curve is then
Ij = aPl,iz + bPl,i + ¢ - (1l1)

where P1,i is the partial pressure of species i and a, b,
and c¢ are fitting constants.

To determine the concentration of a species in a
mixture the following procedure is followed: (1)
intensity-pressure data are fitted with a second degree
polynomial in Py i; (2) the resulting polynomial is
solved for P} § in terms of Ij using the quadratic

formula



Figure 16. An example of a fitted calibration curve for

0Ne,

INye versus Pj.
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P1,1 = -b/2a % /[(55'43(0-11)]/2a (12)

giving the partial upstream pressure of i in terms of
intensity; and (3) intensity-pressure data from the
sample gas are substituted into the appropriate -
calibration curve, equation 12, to calculate P; j§ from
which the mole fraction Xj in the source stream can be

calculated using
Xy = P1,i/P1,7 (13)

where P1.T is the total upstream pressure. It should be
noted that the above method was accomplished using a
computer program which used the stored data from the C-50
computer program. Also, the method was extended for use
with Pp and Pyg, but the results obtained using these
pressures were more erratic and less accurate than those
obtained from the upstream pressure data.

As with other applications, it is often better to
calibrate the instrument using a standard mixture rather
than pure gases to account for any interactive effects
between gases. For our application, it is very possible
that mixtures demonstrate different flow behaviors from
the pure gases. As a result, a series of gases were
tested for their appropriateness for calibration. These

standard gases included pure, binary, and ternary
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mixtures.

Table I shows the calculated mole fractions for a
Ne-Kr-Ng mixture for the straight-through configuration
using the method described above. The first column in
each table shows the total upstream pressure. The first
column under each of the Neon and Krypton headings shows
the measured mass spectral intensities from which the
partial upstream pressures and resulting mole fractionms
were calculated using equations lL and 12, respectively.
The mixture composition was deterﬁined by GC to be 9.71%
Ne and 9.77% Kr with the balance Njp. The standard gas,
whose composition was also verified by GC, contained
5.08% Ne and 14.9% Kr with the balance Nj3. The table
below shows the fitting constants for the Ne and Kr

calibration curves determined from the intensity-pressure

data of the standard gas. -
INLET SPECIE a b c
0.050-mm Ne -0.02627 4.297 1.572
mask Kr -0.02063 6.502 11.47
MCP-CB
with Ne -0.002119 1.598 2.477
0.050-mm Kr -0.001175 2.652 10.14
mask

The calculated mole fractions are in reasonably good
agreement with the expected values. It will be shown

later that the majority of these values are within exper-



TABLE L

-

Calculated X(i) for sample gas containing 9.71% Ne and 9.77% Kr in N2
using standard containing 5.08% Ne and 14.9% Kr in N2 for given inlets

a. For 0.050-mm mask

Total P1 Neon Krypton
um Hg i/mV | P1/um Hg X )/mV__| P1/um Hg X
12.2 7.44 1.38 0.1133 14.94 0.53 0.0439
19.0 10.64 2.14 0.1123 22.07 1.64 0.086¢,
32.8 16.70 3.60 0.1103 33.50 3.42 0.1050
48.7 23.24 5.21 0.1070 44.43 5.15 0.1059
79.2 36.38 8.55 0.1080 64.58 8.39 0.1060
1241 54.79 13.50 0.1087 91.65 12.85 0.1036
175.9 73.17 18.83 0.1070 117.11 17.18] - 0.0977
246.0 99.83 27.48 0.1117 157.44 24.33 0.0989
302.6 118.56 34.50 0.1140 189.96 30.38 0.1004
389.8 148.10 48.44 0.1243 235.98 39.47 0.1012
461.6 171.41 66.81 0.1477 264.92 45.56 0.0987
b. For 0.050-mm masked MCP-CB
Total P1 Neon Krypton
um Hg I/mV P1/um Hg X I/mV Pi/jum Hg X
32.2 6.30 2.40 0.0749 15.11 1.88 0.0586
45.8 8.72 3.92 0.0857 19.17 3.41 0.0744
68.8 11.94 5.97 0.0866 25.95] . 5.98 0.0868
95.3 15.55 8.27 0.0868 32.54 8.48 0.089C
135.4 21.12 11.85 0.0875 42.33 12.20 0.0902
182.2 28.64 16.73 0.0918 54.30 16.77 0.0921
255.1 37.45 22.55 0.0884 72.26 23.67 0.0928
361.86 51.00 31.68 0.0876 99.59 34.24 0.0947
503.5 68.21 43.64 0.08867 133.13 47.36 0.0941
621.3 81.13 52.90 0.0851 160.30 58.11 0.0935
755.3 99.00 66.17 0.0876 195.39 72.15 0.0955
912.3 110.94 75.37 0.0826 229.71 86.07 0.0943
1088.9 135.60 95.30 0.0875 275.02 104.73 0.0962
1202.1 147.19 105.18 0.0875 114.57 114.57 0.0953

357
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imental error only when the sample gas is used as a
standard for itself.

Tables II and III summarize the mole fraction
calculations for Ne and Kr based on various standard
gases. It can be seen from these data that, as a thle,
the pure gas standards provide poor estimates of the
actual mole fractions of Ne and Kr in the tested gas.

Because the binary and ternary standards more closely

approximate this sample gas composition, it is understan-

- dable that calibrations derived from them would provide

better results than those provided by the pure gas
standards. ‘

It is also instructive to note that the binary
standards in some instances provide better results than
the ternary standard where it might be expected that
ternary should provide better results. This can be
explained by considering the nearness of the compositions
of these two standards. Both Ne and Kr are low relative
to N7 in both standards. 1In the ternary mixture, for
example, both Ne and Kr encounter N, 80% of the time. In
the binary standard, both Ne and Kr encounter Ny 90% of
the time. The nearness of the relative concentrations of
Ne to N9 and of Kr to Ny in both standards would explain
the nearness between the results obtained by these

standards.

The last column in Tables II and III are calcula-
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tions for the sample gas using itself as a standard.
This gives a good estimate of the error involved in the
method and will be discussed later.

Results for the calculated mole fractions using
5.08% Ne and 14.9% Kr in N9 as the sample gas and th;
others as standards can be found in Appendix B. Appendix
B also has the results of the C0g-air mixtures tested on
the UTI experimental setup (Figure 6).

In summary, the calculated compositions, as a whole,
are in reasonably good agreement with real compositions.
Mole fractions obtained at the lowest Pj’s are rarely in
agreement with the real values. Thi; is not fully
understood but is believed to be caused by background
gases adsorbed to the wall of the tubing leading from the
gas canisters to the MS. It is also possible that some
flow effects at the lowest pressures are involged. At
increased pressures the results improve, and at the
highest pressures, the results are generally in good
agreement with the real values. Recall that as the
pressure increases, mass discrimination effects become
negligible suggesting that flow effects may be
responsible for the poor values obtained at the lowest
pressures.

The calculated mole fractions for Ne and Kr,

summarized in Table II, are plotted as a function of Pj

in Figures 17 and 18, respectively. The sample gas is



Figure 17. XNe from the sample gas coﬁtaining 9.71% Ne
and 9.77% Kr in N9 calculated from data on various
standards for the 0.050-mm inlet on the straight-through

setup.
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Figure 18. Xy, from the sample gas containing 9.71% Ne
and 9.77% Kr in Np calculated from data on various
standards for the 0.050-mm inlet on the straight-through

setup.
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9.71% Ne and 9.77% Kr in N7, and the inlet is the 0.050-
mm mask. Based on the known percentages of Ne and Kr in
the mixture, the expected values for Xye and Xk, are
0.0971 and 0.0977, respectively. These graphs show that
the pure gases are poor standards for the mixture gas,
whereas the binary and ternary mixtures are better. The
pure gas standards yield lower values than expected for
both Ne and Kr. The binary and ternary standards give
reasonably close results, but are not within the limits
of error. When the sample gas it;elf is used as a
standard, the calculated mole fractions are within the
expected range of values except at the lowest pressures.
These graphs also make more evident the problem of
determining accurate mole fractions at the lowest
pressures. The difficulty in determining accurate mole
fraction at the lowest pressures prompted the use of an
alternative method for calculation of the mole fractions.
The first several points of Ij versus P] for the majority
of the data appeared to be linear. The curvature only
became apparent as the pressure increased. This is
reasonable because of transitions between flow regimes as
the pressure increases. For this reason the data for the
lowest pressures were considered separately fitting the
I versus P with a linear least-squares line for
calibration. The resulting calculated mole fractions

showed no significant difference from those obtained by
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considering the data as a whole. This suggests that the
method of calculation is not at fault in determining
accurate mole fractions at the lowest pressures and
supports the hypothesis of background gas affecting the
calculated values. -
Similar graphs of mole fraction versus P] for Ne and
Kr for the same sample gas but for the 0.050-mm masked
MCP-CB (summarized in Table III) are shown in Figures 19
and 20. The same trends are found_for these data as was
found for those just discussed wiéh the exception that
the pure Kr standard provided a higher than expected mole
fraction rather than a lower. This suggests that the MCP
portion of the inlet might be a factor in enriching the
Kr. Compared to the binary and ternary standards which
would show similar mass enrichment as the sample gas, the
pure gas could not. As a result, an Ig, from the sample

gas data substituted into the pure Kr calibration

equation for which no enrichment in Kr could be obsexrved

would yield a higher than expected partial pressure for
Kr and a resulting higher than expected Xgr.

Figures 21-24 show the same graphs as above except
that the sample gas is 5.08% Ne and 14.9% Kr in N7 and
the other gases are used as standards. Again, the same
trends are seen as for the sample gas shown in Figures
17-20. Note that, again, higher than expected values are

obtained for Xg, when the inlet is a MCP-mask combination



Figure 19. Xy from the sample gas containing 9.71% Ne

and 9.77% Kr in N9 calculated from data on various
standards for the 0.050-mm masked MCP-CB inlet on the

straight-through setup.
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Figure 20. Xg, from the sample gas containing 9.71% Ne
and 9.77% Kr 1in N9 calculated from data on various
standards for the 0.050-mm masked MCP-CB inlet on the
straight-through setup.
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Figure 21. Xy from the sample gas cohtaining 5.08% Ne
and 14.9% Kr in N9 calculated from data on various
standards for the 0.050-mm inlet on the straight-through

setup.
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Figure 22. Xy, from the sample gas coﬁtaining 5.08% Ne
and 14.9% Kr in Ny calculated from data on various
standards for the 0.050-mm inlet on the straight-through
setup. '
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Figure 23. Xy, from the sample gas containing 5.08% Ne
and 14.9% Kr in Nj calculated from data on various
standards for the 0.050-mm masked MCP-CB inlet on the

straight-through setup.
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Figure 24. Xgy from the sample gas containing 5.08% Ne
and 14.9% Kr in N9 calculated from data on various
standards for the 0.050-mm masked MCP-CB inlet on the
straight-through setup.
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and pure Kr is used as the sta&éard gas. This supports
the observation made above concerning the enrichment in
Kr attributed to the MCP.

Figures 25-27 show similar graphs to the ones above,
but the sample gases are the COg-air mixtures tested_on
the UTI experimental setup (Figure 6). Each of the COj-
air mixtures provides the expected values for Xgp2 and
Xp2 within error when each is used as a standard for
itself as was observed for the Ne-Kr-N9 mixtures. While
each of the 7.55% COj-air and'the‘is.ah% COg-air mixtures
provide reasonably good mole fractions when used as a
standard for the other, neither prov}ded good results
when used as a standard for the 3.033% COg-air mixture.
Nor did the 3.033% COj9-air mixture provide good results
when used as a standard for the other two COj-air
mixtures. This observation suggests that the flow
behavior of the 3.033% COg-air mixture might be
significantly different from the other two COg-air
mixtures.

Error Amnalysis

Based on the method of calculation, two forms of
uncertainty must be considered in order to determine the
overall uncertainty in the calculated mole fractions: (1)
the uncertainty in Ij for the sample gas and (2) the
uncertainty in Ij for the standard gas used for calibra-

tion. If we consider the calibration curve to alleviate

72



Figure 25. Xgg2 from the sample gas containing 7.55% COj
in air calculated from data on various standards for the

0.035-mm inlet on the UTI setup.
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Figure 26. Xco2 from the sample gas containing 15.44%

CO9 in air calculated from data on various standards for
the 0.035-mm inlet on the UTI setup.



74

61 wn/1d

|
|
00S¢ 000¢ 00S1 0001 00S 0
A 1 a 1 Y 1 2 Il 2 OFO
v [

aE
(o]

JIosif o a |
Ne-¢0D %L o o{

...||||||||..|||||.....|||||m...|||.u|||||||||..||.....||..:.i..m-.o
Je-g0I %t o v a ° L
m L] o o b

° ° .
-Spiepuelg |||....||..||||||||............||||||||||...||.n.|n..:....|||.d..|....m—o

(z02)X

o a

] o L




s

Figure 27. Xco2 from the sample gas containing 3.033%
COp in air calculated from data on various standards for

the 0.035-mm inlet on the UTI setup.
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the random error in the measurement of I;j, then the
uncertainty resulting from the calibration curve should
be negligible relative to the uncertainty contributed by
the measurement of Ij for the sample gas. Considering
the sample gas, recall from the Methodology section that
ten replicate scans were averaged to give the final Ij.
When Ij was measured, if the standard deviation was
greater than 3.4%, then the measurement was repeated. In
general, the standard deviation was about 1%-2% of the
measured Ij, but 3.4% gives an upﬁer limit for the
uncertainty in Ij from the sample gas.

For the sample gas containing 9,71% Ne and 9.77% Kr
in Nj, the uncertainty in the calculated mole fractions
is +/- 0.0033 based on 3.4% of the expected value of
each. Therefore, regardless of the standard used we
would expect Xy to range from 0.0938 to 0.1004 and Xk,

to range from 0.0944 to 0.1010. The expected range of

values for the calculated mole fractions is enclosed by
dotted lines as shown on the graphs in Figures 17-27.
Inspection of these results shows that the only standard
providing values within this range is the sample gas
itself. Even here the values obtained at the lowest few
pressures are not within the expected +/- 0.0033 uncer-
tainty. Some of the values provided for Xy and Xg, by
the binary and other ternary standard are very close to

the expected ranges the majority being within 10% of the
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expected values or approximately +/- 0.01. Values

provided by the pure gas standards, on the other hand,
are not close to the expected values.

These results suggest several conclusions: (1)
either the method used to determine the mole fractions is
not valid for very low P] or that background gases
interfere with the measurements at low Pj; (2) the
standard must be very near the composition of the sample
gas in order to determine the concentrations to within
the expected instrumental error; (5) a standard gas can
provide reasonably accurate mole fractions, although not
within the predicted error, if its camposition approxi-
and (4) the mass

mates the sample gas reasonably closely;

discrimination effects are not a product of instrumental

error and are a function of the composition of the gas.
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DISCUSSION

As evidenced by the theory presented in the
introduction, the anomalous enrichment in the heavier
species demonstrated by the 9.71% Ne and 9.77% Kr in Nj
cannot be explained on the basis of either diffusive or
drift contributions to flow. It is possible, however,
that surface diffusion may contriBQte to our observations
as it is likely that Kr, being more polarizable than Ne,
would have a greater transport through the sample inlet
due to interactions at the face of the MCP and within the
capillaries. Using equation 6 for the separation
efficiency due to surface adsorption Zg to calculate the

separation efficiency for a mixture of Ne and Kr, we have
I’Ne/Tkr = exp[(€Ne-ENe)]/exp[(€gr-Exr)]

where the assumption is made that /7?37?27 = 1 since Kr
and Ne are monatomic. To the best of the author’'s
knowledge, no literature exists on € and E for either Ne
or Kr. For a random walk at the surface of the MCP or
within a capillary, € = E for both species, otherwise,
the species could not become adsorbed (€ << E) or would

become irreversibly bound to the surface, (€ >> E) an



~ion chamber, such as

unevidenced possibility as we have observed no residual
Kr or Ne upon bakeout of the MS. If we make the further
assumptions that €-E for Kr is greater than €-E for Ne
and that both values are positive, then TIyo/Tgy < 1
suggesting an enrichment in Kr over Ne in the lower
pressure regimes. Due to the potential proximity in
magnitude of € and E, it is unlikely that surface
diffusion could completely explain the anomalous
enrichment in Kr though it may be partially responsible.
Another potential contributiéﬁ to the anomalous

enrichment in Kr is ion-atom reactions occurring in the

Kr + Ne* ----- > Krt + Ne (15a)
Kr + Not ----. > Krt + Ny (15b)
Np + Net ----. > Not + Ne (15¢)

For the ternary mixtures, it is likely that due to the
abundance of Nj, the latter two reactions would contri-
bute to the apparent enrichment in Kr that would not be
accounted for using pure gases for calibration of the
apparatus. Because the reactions are obviously
concentration dependent, using a mixture gas for calibra-
tion should account for these reactions as long as the
standard gas closely approximates the relative concentra-

tions of the species. Equations developed by McDaniels
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(14) which determine the numbe; of ion-atom and/or ion-
molecule reactions based on the dimensions and pressure
of the ion chamber, the ion mobility, and the ionizing
field strength, suggest that po such reactions are
occurring in our ion chamber as the pressure is too low
(i.e. in the free molecule flow regime). Pressures in
the ion chamber are from 10-% to 10-3 torr during the
course of the experiment. Even at the higher pressures
where mass discrimination is unlikely, the pressure is
too low for these ion-atom or ion:molecule reactions to
occur. Consequently, it is unlikely that the reactions
in 15 could be responsible for the eprichment in Kr.

The historical treatment of flow through tubes,
capillaries, and orifices has been based on static condi-
tions and to the best of the author’s knowledge, no
literature exists for flow analysis similar to _our treat-
ment. It is understandable then that these treatments
would not qualitatively explain the behavior de@onstrated
in our research. It is probable that flow effects of the
source stream need to be considered in explaining the
anomalous Kr enrichment. Because ion-atom reactions are
not contributing to the enrichment in Kr and because
surface diffusion is not completely responsible, we shall
discuss the results in terms of the various flow regimes
that exist within the apparatus: (1) the ion source, (2)

the tubing extending from the inlet holder and into the
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ion source, (3) the inlet itself, and (4) the flow in the
upstream tubing.

The low pressures existing in the ion source, as
mentioned earlier, suggest that the mixture gas is in the
molecular flow regime. All treatment of flow in this-
regime suggest an enrichment in the lighter species, Ne.
It is therefore unlikely that the enrichment in Kr is
occurring in the ion source,

The tubing extending from the inlet holder is made
initially of stainless steel connecting to a quartz tube
leading directly into the ion source. The preferential
adsorption of Kr to quartz over Ne and Nj has been
discussed earlier and may be partially responsible for
the enrichment. 1In this tubing, the pressure ranges from
0.005 mm to approximately 0.020 mm. The calculated flow
for the pure gases based on A/r ratios (Knudsen number)
indicates that Kr is in the slip flow regime whereas Ne
and N9 are initially in the molecular and tending toward
the slip flow regime (2). For the sample gases, it is
likely that the molecular and slip flow regimes are
entered. Again, theory indicates any enrichment favors
the lighter species suggesting that the observed
enrichment in Kr is pnot due to flow effects occurring in
the tubing connecting the inlet holder to the ion source.

The remaining possibilities for the enrichment in Kr

are the inlet itself or the interaction of the inlet with
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the flow on the higher pressure side of the inlet, the
source stream. Comparison of the results in Figures 10-
15 for the straight-through and the flow-by configu-
rations show that the highest ratios are observed when
the inlet is in direct contact with the source stream.
The only exception is for the MCP-CB which will be
discussed later. The straight-through configuration more
closely approximates the theoretical treatment discussed
in the Theory section as it conta;ns a volume between the
source stream and the inlet; this is a quasistatic
situation. Although the lower ratios for the straight-
through configuration show a greater ‘transport of Ne
through the inlet relative to the flow-by configuration,
the ratios increase with decreasing pressure. Therefore,
even if enrichment in Ne is occurring in the straight-
through configuration at the.inlet, it does not’ exceed
the enrichment in Kr and cannot explain our observations.
For the flow-by configuration, the inlet can
interact directly with the source stream. If we compare
the ratios as the size of the mask changes, we can see
that the smaller Ig,./Iye occur for the larger masks, in
general. Th; pumping speed through an orifice is
directly proportional to the diameter of the orifice;
therefore, the larger the mask, the greater the pumping
speed toward the MS. With more pumping speed, a greater

volume of sample can be removed from the source stream
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and sampling can occur at a greater distance from the
surface of the inlet. Consequently, smaller ratios are
obtained when sampling occurs at a greater distance from
the surface of the inlet. Or in other words, the lighter
species, Ne, would appear to be concentrating near the
center of the tubing whereas the heavier species, Kr,
would appear to be concentrating at the tubing wall.

Keep in mind that this would be observed only in the
molecular and slip flow regimes where the species in the
sample gas can behave approximately independently.

The theoretical basis for the heavier species being
concentrated at the tubing wall in the slip flow regime
follows that for thermal diffusion where the concentra-
tion and velocity (temperature) gradients are parallel
rather than perpendicular as in most transport phenomena.
The velocity gradient for a gas flowing in a tube is
highest at the center where there is the least resistance
to flow, and decreases toward the tubing wall. As in
thermal diffusion, the lighter species migrates toward
the higher velocity region, the center of the tube, and
the heavier species migrates toward the lower velocity
region, the wall., With Kr concentrated at the wall, we
would expect to observe larger ratios for Ig,/INe when

the orifice is smaller as is observed, except for MCP-CB.

Based on the dimensions of the tube, it seems more
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likely that in a given mixture the lighter species,
having the longer mean free path, is less likely to
collide with the inlet and be swept toward the MS in the
lower préssure regimes. The result would be an
enrichment in the heavier species. An increase in the
size of the mask would increase the probability of
collision with the inlet for the lighter species thus
increasing its likelihood of being swept toward the MS.
The similarity between ratios for MCP-CB can be
explained on the basis of the ver& small size of the
capillaries in this plate. Upon collision with a
capillary, its small opeéning size and increased size at
the center would more likely trap an atom than reflect it
back into the source stream. As a result, the ratios
would be independent of flow considerations suggesting
both flow-by and straight-through would have similar
ratios. This explains our observations, but there still
remains the unexplained enrichment of Kr at lower

pressures for this inlet.
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CONCLUSION

We have seen that the method presented in this
thesis can provide reasonably good estimations of -
composition for a gas flowing perpendicular to a sample
inlet, the flow likely to be encountered by the sample
inlet on the tethered satellite. The degree of accuracy
increases as the standard gas composition approaches that
of the sample gas. Reasonably acéurate compositions,
like those provided by standards whose composition is
reasonably close to the sample gas, should be adequate in
adding viscous and real-gas effects to the existing
theoretical models used in vehicle design and in
calculation of the associated flight parameters. Under
these conditions, it is likely that the method .of
sampling the boundary layer presented in this thesis is
viable for various re-entry vehicles at altitudes greater
than 90 km.

We have also seen that the majority of the theory on
flow through capillaries does pnot explain the anomalous
enrichment in Kr observed during our experimentation.
Consequently, further experimentation on inlet effects
and surface enrichment or theoretical modeling of ;he
flow outside the sample inlet with respect to the compo-

sition of the gas should provide further insight into the



observed mass discrimination effects.
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APPENDIX A

This appendix contains the C-50 computer program
used to collect and store the data as well as to

calculate pertinent quantities used in assessing the

data.




-

10 CLS
20 PRINT * This is program {BMADC10: computerized data aquisition”

30 PRINT ® of mass spectra from the EXTRANUCLEAR C50. Because a mass”
40 PRINT * calfbration {s absent, the sampling rate must be set at ten*

50 PRINT * points per second. Also for best results, a scan rate of "

60 PRINT * either | or 0.5 amu per seconds should be used.®

10 PRINT * If the error message ‘‘Error in setting AIN rate’’ occurs”®
80 PRINT °* during a scan, Rit (ctrl-break>, (return) and restart the pro-*

90 PRINT * gram.”\ PRINT

100 DIN INBUF (2000,12),FPK3{20},P(2000),N$(20),0V(50),IV(50),D§(10)
110 D[N PEAK(S0),AV(50),RUN(50),PL(50),P2(50),PNS{50),FL(50),PK(50)
120 DIN PX1(50),PK2(50),PX3(50),PK4(50),PK5(50),8G(2000),5RT(50)
130 DIN V(40),50(40),PR1(40),PR2(40),PR3(40),2E(40),51(50),52(50},53(50)
140 DIN SD1(40),502(40),503(40),S04(40),505(40)

150 INPUT *® ENTER THE FILE NAME FOR THIS SET OF DATA: ";Q$

160 R=0\ OPEN Q% AS FILE $6 ! R IS THE RUN COUNTER

170 ON ERROR GOTO 240

180 FOR U=1 TO S0

190 INPUT §6, FL(D),PI(U),P2(U)

200 INPUT §6, PAS(U),PKI(U},PKZ(Y)

210 INPUT J6, PK3(U),PK4(U),PKS(U)

220 R=R+]

230 NEXT U )

240 IF ERR=11 THEN RESUME 250 :

250 CLOSE §6

260 ON ERROR GOTQ 420

270 INPUT °"PRESS RETURN TO CONTINUE OR E TO EXIT *;C$

280 [F C$="E™ GOTO 4440

290 CLS\PRINT*{1) SCAN SPECTRUR WITH NEW PARAMETERS®

300 PRINT ®(2) SCAN SPECTRUN WITH SAME PARAMETERS®

310 PRINT ®(3) CHANGE MASS RAWGE®

320 PRINT *(4) DISPLAY DATA®

330 PRINT *(5) LIST TABLE OF CURRENT RESULTS"

340 PRINT *(6) CHOOSE MAJOR PEAKS AGAIN®

350 PRINT *(7) PLOT CURRENT RESULTS AT CRT"

360 PRINT *(8) FILE RESULTS®

370 PRINT *(9) SENSITIVITY CALCULATIONS AND HARD COPY OF RESULTS®
380 PRINT "(10) HARD COPY OF RESULTS®

390 PRINT *(11) SET ZERO-POINT FOR IONIZATION GAUGE SCALES®

400 PRINT *(12) EXIT®

410 INPUT "CHOOSE A FUNCTION BY PRESSING THE NUMBER *;NUMB

420 IF ERR=58 THEN RESUME 260

430 ON NUNB GOTO 440,580,550,1930,1990,1400,2200,3250,3340,3870,4330, 4440
“0 CLS \ PRlNT ll.!.!.l..l..!..!PROGRAH la“ADCIOIOOIIQOQCOOIQOOCQll
450 INPUT ®ENTER DATE *;DT$

460 INPUT "ENTER SANPLE BEING RUN *;GAS$

470 INPUT “ENTER CONDITIONS: *;CD$

480 INPUT “ENTER NUMBER OF PEAKS TO BE MONITORED, UP TO S ";NP

490 FOR J=1 TO NP

300 [NPUT "ONTER PEAK AMU: ":ANY(J)

510 mekl 4

520 INPUT "INPUT SCAM RATE (AMU/SEC) *:SCR

90



530 INPUT "[NPUT SAMPLING RATE (PTS/SEC) ":SMR

540 INPUT "INPUT NO. OF SCANS ®;SN

5SSO0 INPUT "INPUT LOWER MASS °;LM

560 INPUT "INPUT UPPER MASS *;UNM

570 PT=(UN-LM)/SCR*SHR \ PT=INT(PT)

580 PRINT\PRINT PT;"DATA PTS WILL BE COLLECTED FOR EACH SCAN®
590 FOR X=! TO PT

600 INBUF(X,0)=0

610 NEXT X

620 FOR Y=1 TO SN

630 OPEN "§ADC00® AS FILE §12

640 FPKL(1)=4

650 FPK1(2)=0

660 FPK3(3)=-1

670 FPKS(4)=1

680 FPK3(5)=1

690 FPK$(6)=0

100 FPKY(T)=2

110 FPK1(8)=0

120 FPK%(9)=3

130 FPK3(10)=0

740 CALL SYSFUNC(12,FPKS(1))  ISETS A/D PARANETERS
150 LED2 = -1

760 CALL SYSOPEN (100,°§LED0C",0.0,0,0,LED2)

770 CALL BWRITE (LED2,1) ! SENDS +5V TO (50 RESET
7180 WAIT(2)

790 CALL BWRITE (LED2,0) ITERMINATES +5V TO CS50 RESET
800 CALL SYSCLOSE (100)

810 PRINT Y;* *;

820 FOR X=1 TO PT

830 CALL AIN (12,SMR,1,1,INBUF(X,Y))  ISTART A/D CONVERTER
840 NEXT X

850 FOR X=1 TO PT

860 INBUF(X,0)=INBUF(X,0)+INBUF(X,Y)

870 NEXT X

880 CLOSE §12

890 NEXT Y

900 PRINT * *

910 FOR X=1 T0 PT

920 P(X)= LA + X*(SCR/SHR)

930 [NBUF (X,0)=[NBUF(X,0)/SN ! AVERAGES DATA
940 NEXT X

950 PR3(0)=0

960 OPEN "JADCOLI"™ AS FILE piI

970 CALL AIN(11,30,1,30,PR3(1)})

980 FOR J=1 T0 30

990 PR3(0)=PR3(0)+PR3(J)

1000 NEXT J

1010 PRI(0}-PRI(0)/3000w - -id!

1020 CLCOE #1l

1030 OPEN *§KPD* AS FILE §8
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1040 CALL SYSFUNC(8,FPX3(7))  !TURNS ON BEEPER

1050 WAIT (10)

1060 CALL SYSFUNC(B8,FPK3(9))  !TURNS OFF BEEPER
1070 CLOSE #8

1080 REM **°RENOVES VOLTAGE SPIKES®**

1030 ¥=P7

1100 FOR X=1 TO PT

1110 1F INBUF(X,0)<1048576 ANO [NBUF(X,0)>-100 GOTO {190
1120 FOR W=x TQ v-I

1130 INBUF (W,0)=[NBUF (W+1,0)

1140 P(W)=P(N+1)

1150 NeXT W

1160 [F W)=PT GOTO 1200

1170 X=X-1

1180 ¥=v¥-1

1190 NEXT X

1200 PRINT ®THERE WERE ®;PT-¥;" SPIKES REMOVED. *;
1210 PRINT V;® POINTS RENAIN."\PRINT

1220 REM *°°LOCATES MAJOR PEAKS***

1230 PC-=0

1240 FOR S=1 TO 40

1250 V(S)=0

1260 NEXT § ;
1270 FOR X=1 TO PT-2

1280  IF [NBUF(X,0)¢2000 GOTO 1390

1290 DIF1=INBUF (X+1,0)~INBUF(X,0)

1300  DIF2=INBUF (X+2,0)~INBUF (X+1,0)

1310 IF DIF1>=0 AND DIF2¢0 THEN 1320 ELSE 1390
1320 PC=PC+l

1330 FOR Y=1 TO SN

1340 V(PC)=¥(PC)+(INBUF(X+1,Y)-INBUF(X+1,0))**2 !SUN OF SQUARES OF VARIENCES
1350 NEXT Y

1360 SO(PC)=SQR(V(PC)/(SN-1)) {STANDARD DEVIATION
1370 PEAK(PC)=P(X+1)

1380  WV(PC)=INBUF (X+1,0)

1390 NEXT X
1400 PRINT"NAJOR PEAKS OCCUR AT..."
1410 PRINT"MASS(ANU) INTENSITY(RICROVOLTS) "

1420 FOR T=1 TO PC

1430 PRINT ®(*;T:®) ®;PEAK(T),AV(T);"+/-";SD(T),SO(T)/NV(T)*100
1440 NEXT T

1450 INPUT ®SAVE PEAKS? (Y) °;SP§

1460 IF SP$="N" THEN 1610

1470 INPUT "ENTER ANU ASSIGNMENT (1-5)°;AA

1480 INPUT ®ENTER PEAK NUMBER *;PKN

1490 THP=KV(PKN)/1048.576 \ T1=SD(PKN)/1048.576
1500 ON AA GOTO 1510,1530,1550,1570,1590

1510 PKI(R+1)=THP \ SDI(R41)=T!

1520 GOTO 1450

1530 PR2(R+i}=THP \ SDZ(R+1)=TI
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1540 GOTO 1450
1550 PK3(R+1)=THP \ SD3(R+1)=TI

1560 GOTO 1450 _
1570 PKA(R1)=THP \ SDA(R#1)=T1

1580 GOTO 1450

1590 PKS(R+1)=THP \ SOS(R+1)=Tl

1600 GOTO 1450

1610 INPUT "SCAN AGAIN? <N> *;SC$

1620 IF SC§="Y" THEN 550

1630 PRINT\ IF NUNB=6 THEN R=R ELSE R=R+]

1640 INPUT "SET CHANNEL TO READ P1 THEN HIT (RETURN). ";RT$

1650 OPEN *§ADCO2" AS FILE §10

1660 PR2(0)=0 \ PRI(0)=0

1670 CALL AIN(10,30,1,30,PRI(1))

1680 FOR J=1 TO 30

1690 PRI(0)=PRI(0)+PRI(J)

1700 NEXT J

1710 PL(R)=PRI(0)/3000/1.048576 :

1720 INPUT *SET CHANNEL TO READ P2 THEN HIT (RETURN). *;RT$

1730 CALL AIN{10,30,1,30,PR2(1})

1740 FOR J=1 TO 30

1750 PRZ(0)=PR2(0)+PR2(J)

1760 NEXT ;

1770 P2(R)=PR2(0)/3000/1.048576

1780 CLOSE §10

1790 INPUT IS SCALE 10°-8 (1>, 10°-7 <25, 10°-6 ¢3>, OR 10°-5 <4>? *;SCALE
1800 ON SCALE GOTO 1810,1830,1850,1870

1810 PNS(R)=PR3(0)/100

1820  GOTO 1880

1830 PMS(R)=PR3{0)/10

1840  GOTO 1880

1850 PHS(R)=PR3(0)

1860 GOTO 1880

1870 PHS(R)=PR3(0)*10

1880 IF GAS$="NE® THEN PNS(R)=PNS(R)*4.22  !CORRECTS FOR PURE NE
1890 IF GAS$="KR® THEN PNS(R)=PNS(R)*.53  1CORRECTS FOR PURE KR
1900 IF GAS$="C02" THEN PNS(R)=PNS(R)*0.73

1903 IF GAS$="10.1% NE, 8.063 KR IN N2° THEN PS(R)=PNS(R)*1.29
1904 IF GAS$="5.08% NE, 14.93KR IN N2* THEN PNS(R)=PNS(R)*1.09
1905 IF GAS$="HE® THEN PNS(R)=PNS(R)*6.22

1907 IF GAS$="52.51 NE IN KR® THEN PNS(R)=PNS(R)*2.47

1908 IF GAS$="9.93% NE IN N2* THEN PHS(R)=PNS(R)*1.32

1909 IF GAS$="9.853 KR IN N2° THEN PNS(R)=PNS(R)*0.954

1910 INPUT "ENTER FLON IN SCCN *;FL(R)

1920 GOTO 260

1930 REN *$*DISPLAYS DATA®**

1940 CLS\PRINT "NASS (AMU) INTENSITY (MICROVOLTS)®
1950 FOR X=1 TQ PT

1931 PRINT PUX}, INBUF (X, i PRINTS DATA ON CRT
1310 REXT X

1980 GOTO 260
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et TTAT o W

0 QUALITY.

PN NS
OF YO

1990 REM ***PRINTS RESULTS OF LATEST RUNS AT (RT***
2000 CLS\PRINT ® RESULTS OF THE LATEST RUNS SCALED TO MILLIVOLTS™\ PRINT

2010 PRINT " FLOW Pl P2 PAS | 2 I %
2020 PRINT * 4 5 *

2030 PRINT * SCCN u v 1000y (1] av av";
2040 PRINT * 1 av"

2050 FOR Q=1 TO R
2060 PRINT USING "Hi.48 HHE-1 HHHE.1  H.HH"FLIQ),PLIQ),P2(Q),PAS(Q);
2070 PRINT USING * H§S. 4 #8138 HH .17 PKLQ),PK2(Q),PK3(Q);
2080 PRINT USING * #4#E.34  HHH3.H"iPK4(Q),PKS(Q)

2090 NEXT Q

2100 PRINT \ PRINT

2110 PRINT * P1/u 184/120 184/114 120/114 [42/184°
2120 FOR J= 1 TO R

2136 PRINT USING "§3i.H TR “PLJ)PRA(I)/PR2(S);
2140 PRINT USING *$§.HH HHH PR IPKL)Y, PR2D) /PRI
2150 PRINT USING ® H. 1" PX3(J)/PKA() -

2160 NEXT J

2170 INPUT "DELETE LAST POINT? <N>";C$

2180 IF C$="Y" THEN R=R-[

2190 GOTO 260

2200 REN ***GRAPHS DATA ON CRT***

2210 CLS \ INPUT "ENTER PEAK ASSIGNNENT NUMBER: *3ASS

2220 ON ASS GOTO 2230,2270,2310,2350,2390

2230 FOR P=2 TO R

2240 DV(P)=PK1(P)\ SRT{(P)=0V(P)

2250 NEXT P

2260 GOTO 2420

2270 FOR P=2 TO R

2280 OV(P)=PK2(P) \ SRT(P)=0V(P)

2290 NEXT P

2300 GOTO 2420

2310 FOR P=2 TO R

2320 OV(P)=PK3(P) \ SRT(P)=DV(P)

2330 NEXT P

2340 GOTO 2420

2350 FOR P=2 TO R

2360 DV(P)=PKA(P)\ SRT(P)=DV(P)

2370 NEXT P

2380 GOTO 2420

2390 FOR P=2 TO R

2400 DV(P)=PKS(P)\ SRT(P)=DV(P)

2410 NEXT P

2420 INPUT *IS A SENSITIVITY DESIRED? CY/N) *;S0$

2430 IF SD$="N" THEN 2570

2440 [NPUT "ENTER PRESSURE DESIRED: PI, P2, PNS <1,2,3) *;SS

2450 ON SS GOTO 2460,2500,2540

2460 FOR P=2 TO R

2470 DV(P)=DV(P)/PI (P} . SRT(P)=D¥(P)
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2480 NEXT P OF POOR GuaLITY
2490 6OTO 2570
2500 FOR P=2 T0 R
2510 DV(P)=DV(P)/P2(P) \ SRT(P)=DV(P)

2520 NEXT P

2530 GOTO 2570

2540 FGR P=2 T0 R

2550 DV(P)=0V(P)/PHS(P) \ SRT(P)=DV(P)

2560 NEXT P

2570 PRINT\ PRINT *(1) PI*\ PRINT *(2) P2"\ PRINT *(3) Pas®
2580 INPUT “ENTER NUMBER OF INDEPENDENT VARIABLE *;B
2590 ON B GOTO 2600, 2640, 2680

2600 FOR P=2 T0 R

2610 [V(P)=P1(P)

2620 NEXT P

2630 G0TO 2710

2640 FOR P<2 10 R

2650 1V(P)=P2(P)

2660 NEXT P

2670 60T0 2710

2680 FOR P=2 10 R

2690 1V(P)=PNS(P)

2700 NEXT P

2710 INPUT *LOG(10) SCALE FOR X-AKIS? (N>*;LS$

2120 IF L5§="Y" THEN 2730 ELSE 2760

2730 FOR P=1 T0 R

2140 IV(P)=LOG(IV(P))

2750 NEXT P

2760 REN SORTING OF OV TO FIND NAX AND NIN VALUES
2170 FOR P=2 10 R-1

2180 IF SRT(P)(=SRT(P+1) THEN 2800

2790 AX=SRT(P)\ SRT(P)=SRT(P+1)\ SRT(P+1)=NAX

2800 RAX=SRT(P+1)

2810 NEXT P

2820 WAX=-1* INT(~1*AAX)

2830 FOR P=2 T0 R-1

2840 IF SRT(P))=SRT(P+1) THEN 2860

2850 NIR=SRT(P)\ SRT(P)=SRT(P+1]\ SRT(P+1)=NIN

2860 NEXT P

2870 NIN=INT(NIN)

2880 REN CRT GRAPHICS

2890 PX=685/ (IV(R)-1¥(2))

2900 XTIC=20\ XT234.25\ WKT=68.5

2910 PY=420/ (MAX-NIN)

2920 YTIC=20\ YT=21\ WYT=42

2930 CLS

2940 OPEN *§GR® AS FILE §7

2950 REN AXES

2960 LINC(57,47,742,47)

2970 LI%(57,47,57,467)
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2980 FOR J=57 TO 742 STEP 34.25

2990 LINE(J,42,4,51)

3000 NEXT J

3010 F=1¥(2)

3020 FOR J=57 T0 742 STEP 68.5

3030 LINE(J,37,,56)

3040 G=F

3050 TEXT((J-3), 14, NUNI$(G))

3060 F=F+((IV(R)-1V(2))/10)\ F=INT(1000%F)/1000
3070 NEXT J

3080 FOR J=47 T0 467 STEP 21

3090 LINE(52,4,61,J)

3100 NEXT J

3110 D=NIN\ D=INT(1000°D)/1000

3120 FOR J=4T TO 467 STEP 42

3130 LINE(47,4,66,4)

3140 TEXT(24,(J-3) ,NUMI$(D))

3150 D=0+( (MAX-NIN)/10)

1160 NEXT J

3170 FOR J=i TO R

3180 XI={IV(J)*PX)#5T-(1¥(2)*PX)

3190 Y1=(DV(J)*PY)-NINPY+4]

3200 LINE (X1,Y1,X1,Y1)

3210 ELLIPSE (X1,Y1,X142,Y142)

3220 NEXT

3230 CLOSE §7

3240 6OTO 260

3250 REN ***FILES RESULTS OF LATEST RUN®**
3260 OPEN Q8 AS FILE §4

3270 FOR T=1 T0 R

3280 PRINT g4, FL(T),",",P(T),",*,P2(T)
3290 PRINT $4 PNS(T),*,* . PKI(T),*," PK2(T)
3300 PRINT §4 PK3(T),", " PKA(T),", " PXS(T)
3310 NEXT T

3320 CLOSE §4

3330 GOTO 410

3340 REM ***CALCULATES SENSITIVITIES AND PRINTS PESULTS TO PRINTER®**

3350 INPUT *WHICH AMU ASSIGNNENT: 1,2,3,4,5 *;¥WS

3360 [NPUT ENTER NOLE FRACTION OF SPECIES TO CORRECT PRESSURE: ";NF

3370 ON WS GOTO 3380,3450,3520,3590,3660
3380 FOR J=1 TO R

3390 PK(J)=PKI(J)

3400 S1(J)=PKI(I)/PLLJ)/NF
3410 S2(J)=PX1(J)/P2(J)INF
3420 S3(J)=PX1{J)/PHS(J)/NF
3430 NEXT J

3440 GOTO 3720

3450 FOR J=1 TOR

360 PK(J)=PK2(J)

3870 SUI "KL /R
3480 S2(J)=PK2(J)/P2(J;)/NF
3490 S3(J)=PK2{J)/PUS(J)/NF
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3500 NEXT J

3510 GOTO 3720

3520 FOR J=1 TOR

3530 PK(J)=PK3(J)

3540 SI{J)=PKI(J)/PI(J)/NF

3550 S2(J)=PK3(J)/P2(J)/NF

3560  S3(J)=PK3(J)/PHS{J)/NF
3570 NEXT J

3580 6OTO 3720

3590 FOR J=1 TO R

3600 PK(J)=PK4(J)

3610 S1(J)=PK&(J)/PL(J)/NF

3620 S2(J)=PKA(J)/P2(J)/MF

3630  S3(J)=PKA(J)/PAS(J)/NF

- 3640 NEXT J

3650 GOTO 3720

3660 FOR J=1 TO R

3670  PK{J)=PKS(J)

3680  S1{J)=PXS{J)/PI{J)/NF

3690  S2(J)=PK5(J)/P2{J) /NF

3700  S3(J)=PKS{J)/PNS(J)/NF

3710 NEXT J ‘

3720 INPUT ENTER TITLE OF TABLE: °*;TTLS$ )

3730 PRINT §5 TTLS

3740 PRINT §5

JI50 PRINT §5 " | Pl S(P1y P2 S(P2) PNS 30°-3 S(PMS)"*
3760 PRINT §5 * oV ua W/ua um aV/ua un av/u*
3770 PRINT §5

3780 FOR B=I TOR

3790 PRINT §5 USING "$44.44 HH.1 H.1H $.§°:Px(B),P1(B),51(B),P2(B);
3800 PRINT §5 USING *  #4§.48  #1.444 41 .17:52(8),PnS(B),53(B) -
3810 NEXT B

3820 INPUT *ANOTHER COPY? *;ACS

3830 IF AC$="Y" THEN 3720

3840 INPUT *CALCULATE SENSITIVITIES FOR ANOTHER SPECIES? ";AS$

3850 1F AS$="Y* THEN GOTO 3340

3860 GOTO 410

3870 REN®**HARD COPY OF RESULTS®**

3880 OPEN “JSER0Q® AS FILE §S

3890 INPUT *DO YOU WANT A COPY OF 99% CONFID. LEVELS? *;CL$

3900 IF CL$="N" THEN 4000

3910 PRINT §5 “I%;ANU(1)," *,*1%;AN0{(2)," *,"1%;AMU(3)

3920 FOR J=1 TO R

3930 PRINT §5 PKI(J);*4/-*3SD1(J),PK2(J)5"+/-";SD2(J) ,PK3(J) "4/ -*3503(J)
3940 NEXT J

3950 PRINT §5 \ PRINT §5 \ PRINT §5

3960 PRINT #5 "1%;ANU(4),® ®,"1";ANU(S)

3970 FOR J=1 TO R

2980 PRINT 5 PK4LJ);"4/-";SD4{J) . PXS(J):"+/-*;505()
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3990 NEXT J

4000 INPUT *DO YOU WANT A HARD COPY OF THE RAM DATA? ";HC$

4010 [F HC$="N" THEN 4210

4020 PRINT §5 °*DATE: *;DT$;"  SAMPLE: *;GASS

4030 PRINT §5 "CONDITIONS: ®;CD$

4040 PRINT §5 "FILE: *;Q8

4050 PRINT §5 "MICROCHANNEL PLATE CODE: NONE®\PRINT }5 "MASK CODE 50u®
4060 PRINT §5 "EMNISION CURRENT: 1.80 aA"

4070 PRINT §5 “IONIZATION POTENTIAL: 70.0 ev®

4080 PRINT §5 "MULTIPLIER SENSITIVITY: -1.00 kv*

4090 PRINT §5 "NUMBER OF SCANS AVERAGED *;SN

4100 PRINT §5

4110 PRINT §5 ° FLOW P1 P2 PHS [";ANUCL):® 1%;AMU(2);
4120 PRINT §5 *  I";AMU(3);"  I™;AMU(4):" ["; ANU(S)

4130 PRINT §5 " SCCH ua um 1000um  mV ay¥ Wt
4140 PRINT §5 " v av*
4150 PRINT §5

4160 FOR B=1 TO R

4170 PRINT 35 USING *35.4% #438.4 HHEE.1  H-1317:FL(B),PI(B),P2(B),PNS(B);
4180 PRINT §5 USING * §§#8.48 H#444.4% #341.H1":PKI1(B),PK2(B},PK3(B);
4190 PRINT §5 USING * §##8.48  $H11.33°:PXA(B),PKS(B)

4200 NEXT B

4210 PRINT §5 \ PRINT §5 \ PRINT 5 :

4220 INPUT "HARD COPY OF RATI0S? ";HR$

4230 IF HR$="N" THEN 4300

A240 PRINT §5 ° Pl/um 184/120 184/114 120/114 [42/184"
4250 FOR J= 1 TO R

4260 PRINT §5 USING “$3#8. 14 H.-UH ";P1(J) PKA(J) /PK2(J);
4270 PRINT §5 USING "}§.H 1 1. HH"PXAU) [PKL) . PK2UJ)/PKL{JYS
4280 PRINT #5 USING ® 4. PRI /PRALD)

4290 NEXT J

4300 [NPUT "ANQTHER COPY: ";AlS

4310 IF AC$="Y" THEN 389)

4320 GOTO 410

4330 REM ***SETS ZERQ-PQINT 7GR ION. PRES. GUAGE SCALES'®®

4340 OPEN "FADCOL™ AS FILE %

4350 [NPUT °ZERC ON SHORT TnEN RIT (RETURN:. ";RTS

4360 CALL AIN(9,30,1,30,ZE(1))

4370 FOR J=1 TO 30

4380 ZE(0)=ZE(0)+ZE(V)

4390 NEXT J

4400 ZE(0)=ZE(0)/30000

4410 PRINT *ZPC= ";2E(0);"®

4420 CLOSE §9

4430 GOTO 410

4440 INPUT "ARE YOU SURE YOU STORED YOUR DATA? (Y\N) °;SD$

4450 IF SD$="N" THEN 3250

4460 CLS\END
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APPENDIX B

This appendix contains the summary tables of the
calculated mole fractions for the 5.08% Ne and 14.9% Kr
in N9 and the 3.033% COg-, 7.55% COp-, and 15.44% COgq-air
mixtures. This data has been presented graphically

during the course of the text in Figures 21-27.
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